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Columbia
, ' Analytical
2655 Park Center Drive, Suite A Simi Valley, California 93065 (805) 526-7161 (805) 526-7270 fax Services™e

An Employee - Owned Company

November 15, 2007

Mr. Anand Helekar
TRC

21 Technology Drive
Irvine, CA 92618

RE: P2703202
WDI

Dear Mr. Helekar:

Enclosed are the results of the sample(s) submitted to our laboratory on October 17, 2007. For your
reference, these analyses have been assigned our service request number P2703202.

All analyses were performed in accordance with our laboratory’s quality assurance program. Results are
intended to be considered in their entirety and apply only to the samples analyzed and reported herein.
Your report contains _"["] _ pages.

Columbia Analytical Services, Inc. is certified by the California Department of Health Services, NELAP
Laboratory Certificate No. 02115CA,; Arizona Department of Health Services, Certificate No. AZ0694;
Florida Department of Health, NELAP Certification E871020; New Jersey Department of Environmental
Protection, NELAP Laboratory Certification ID #CA009; New York State Department of Health,
NELAP NY Lab ID No: 11221; Oregon Environmental Laboratory Accreditation Program, NELAP ID:
CA20007; The American Industrial Hygiene Association, Laboratory #101661; Department of the Navy
(NFESC); Pennsylvania Registration No. 68-03307. Each of the certifications listed above have an
explicit Scope of Accreditation that applies to specific matrices/methods/analytes; therefore, please
contact me for information corresponding to a particular certification.

If you have any questions, please call me at (805) 526-7161.
Respectfully submitted,

Columbia Analytical Services, Inc.

W& /%/@a (et .

Kate Aguilera
- . Project Manager
Page
10f 777
- ®

NELAP Accredited ACIL Seal of Excelience Award &% 100% Recycled



. Columbia
_ ) o o Analytical
2655 Park Center Drive, Suite A Simi Valley, California 93065 (805) 526-7161 (805) 526-7270 fax Services""

An Employee - Owned Company

LABORATORY REPORT
Client: TRC ‘ Date of Report: 11/15/07
Address: | 21 Technology Drive Date Received: 10/17/07
Irvine, CA 92618 CAS Project No: P2703202
Contact: Mr. Anand Helekar Purchase Order: IRV-804334

Client Project ID: WDI

Five (5) Stainless Steel Summa Canisters labeled:

“WDI-IBM-21-10-12-07" “WDI-IBM-21-10-12-07-SC” “WDI-IBM-03-10-13-07"
“WDI-IBM-03-10-13-07-SC” “WDI-IBM-32-10-13-07"

The samples were received at the laboratory under chain of custody on October 17, 2007. The samples
were received intact. Please refer to the sample acceptance check form for additional information. The
results reported herein are applicable only to the condition of the samples at the time that they were
received at the laboratory.

Methane and Total Gaseous Non-Methane Organics as Methane Analysis

The samples were analyzed for methane and total gaseous non-methane organics according to modified
EPA Method 25C. The analyses included a single sample injection (method modification) analyzed by
gas chromatography using flame ionization detection/total combustion analysis.

Volatile Organic Compound Analysis

The samples were also analyzed by combined gas chromatography/mass spectrometry (GC/MS) in scan
mode for volatile organic compounds and in SIM mode for selected volatile organic compounds. The
analyses were performed according to the methodology outlined in EPA Method TO-15. However, the
method was modified to include pressurization with helium. The analyses were performed by gas
chromatography/mass spectrometry, utilizing a direct cryogenic trapping technique. The analytical
systems used were comprised of an Agilent Model 5975Binert GC/MS/DS and an Agilent Model 5973N
GC/MS/DS each interfaced to a Tekmar AutoCan Elite whole air inlet system/cryogenic concentrator. A
100% Dimethylpolysiloxane capillary column (RT,-1, Restek Corporation, Bellefonte, PA) was used to
achieve chromatographic separation.

Reviewed and Approved: ‘ Rev1ewed and App oved:
. / 7 e, n e,
Wade Henton EZhns Pamell
GC-VOA Team Leader GCMS-VOA Team Leader
Air Quality Laboratory Air Quality Laboratory 2
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Columbia
) ) Analytical
2655 Park Center Drive, Suite A Simi Valley, California 93065 (805) 526-7161 (805) 526-7270 fax Services "

An Employee - Owned Company

CAS Project No: P2703202

The percent difference CCV report includes both positive and negative percent difference calculations,
where positive percent differences correspond to biased low results and negative percent differences to
biased high results.

The percent difference for vinyl acetate was outside the continuing calibration verification (CCV) method
requirements on the instrument labeled MS13. The method reporting limit (MRL) was not affected
because the response factor was biased high and the analyte was not detected in the sample(s).

Vinyl acetate was biased high on the closing continuing calibration verification on the instrument labeled

MS13.

The results of analyses are given in the attached data package. All results are intended to be considered in
their entirety, and Columbia Analytical Services, Inc. (CAS) is not responsible for utilization of Iess than
the complete report.

3
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page | of 1
Client: TRC
Client Sample ID: WDI-IBM-21-10-12-07 CAS Project ID: P2703202
Client Project ID: 'WDI CAS Sample ID: P2703202-001
Test Code: EPA Method 25C Modified Date Collected: 10/12/07
Instrument ID: HP5890 II/GC1/FID/TCA Date Received: 10/17/07
Analyst: Wade Henton ‘ Date Analyzed: 10/18/07
Sampling Media:  Summa Canister Volume(s) Analyzed: 0.50 ml(s)
Test Notes:
Container ID: ACO01102
Initial Pressure (psig): -3.5 Final Pressure (psig): 3.5
Canister Dilution Factor: 1.63
CAS # Compound Result MRL Data
ppmV ppmV Qualifier
74-82-8 Methane 1.8 0.82
Total Gaseous Nonmethane (TGNMO) as Methane ND 1.6

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.
MRI. = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

Verified By: e Date: Ll %107

03202SVG.RD1 - Sample 25C_ALLXLT - Paée No.:

=



COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of' 1
Client: TRC : :
Client Sample ID: WDI-IBM-21-10-12-07-SC CAS Project ID: P2703202
Client Project ID: WDI CAS Sample ID: P2703202-002
Test Code: EPA Method 25C Modified Date Collected: 10/12/07
Instrament ID: HP5890 I/GCI1/FID/TCA Date Received: 10/17/07
Analyst: Wade Henton Date Analyzed: 10/18/07
Sampling Media:  Summa Canister Volume(s) Analyzed: 0.50 mi(s)
Test Notes:
Container ID: AC00665
Initial Pressure (psig): -0.5 Final Pressure (psig): 3.9
Canister Dilution Factor: 1.31
CAS# Compound Result MRL Data
ppmV ppmV Qualifier

- 74-82-8 Methane 1.7 0.66

Total Gaseous Nonmethane (TGNMO) as Methane ND 1.3

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

Verified By:

QL; Date: XD\?;}\{ o)

03202SVG.RDI - Sample (2)

25C_ALLXLT - PageNo.:
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS

Page | of |
Client: TRC
Client Sample ID: WDI-IBM-03-10-13-07 CAS Project ID: P2703202
Client Project ID: WDI CAS Sample ID: P2703202-003
Test Code: EPA Method 25C Modified Date Collected: 10/13/07
Instrument ID: HP5890 II/GC1/FID/TCA Date Received: 10/17/07
Analyst: Wade Henton Date Analyzed: 10/18/07
Sampling Media:  Summa Canister Volume(s) Analyzed: 0.50 ml(s)
Test Notes: ‘
Container ID; AC00801
Initial Pressure (psig): -2.1 Final Pressure (psig): 3.5
Canister Dilution Factor: 1.44
CAS # Compound Result MRL ' Data
ppmV ppmV Qualifier
74-82-8 Methane 1.5 0.72
Total Gaseous Nonmethane (TGNMO) as Methane ND 1.4

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

Verified By: Q,U Date: \olallod 6

03202SVG.RDI - Sample (3) 25C_ALLXLT - PageNo.




COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 1
Client: TRC
Client Sample ID: WDI-IBM-03-10-13-07-SC CAS Project ID: P2703202
Client Project ID: WDI CAS Sample ID: P2703202-004
Test Code: EPA Method 25C Modified Date Collected: 10/13/07
Instrument ID: HP5890 II/GC1/FID/TCA Date Received: 10/17/07
Analyst: Wade Henton Date Analyzed: 10/18/07
Sampling Media:  Summa Canister Volume(s) Analyzed: 0.50 ml(s)
Test Notes:
Container ID: ACO01317
Initial Pressure (psig): -3.1 Final Pressure (psig): 3.5
Canister Dilution Factor: 1.57
CAS # Compound Result MRL Data
ppmV ppmV Qualifier
74-82-8 Methane 1.5 0.79
Total Gaseous Nonmethane (TGNMO) as Methane ND 1.6

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.

MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

Verified By:

e Date: \b\?)\l«:ﬂ

03202SVG.RD1 - Sample (4)

25C_ALL.XLT - PageNo.:
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS

Page 1 of 1
Client: TRC
Client Sample ID: WDI-IBM-32-10-13-07 CAS Project ID: P2703202
Client Project ID: WDI CAS Sample ID: P2703202-005
Test Code: EPA Method 25C Modified Date Collected: 10/13/07
Instrument ID: HP5890 II/GC1/FID/TCA Date Received: 10/17/07
Analyst: Wade Henton Date Analyzed: 10/18/07
Sampling Media:  Summa Canister Volume(s) Analyzed: 0.50 ml(s)
Test Notes:
Container ID: AC01441
Initial Pressure (psig): -4.0 Final Pressure (psig): 3.5
Canister Dilution Factor: 1.70
CAS # Compound Result MRL Data
ppmV ppmV Qualifier
74-82-8 Methane 1.9 0.85
Total Gaseous Nonmethane (TGNMO) as Methane ND 1.7

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

Verified By:

Date:_ \Ol 2, 1L

K-

03202SVG.RD1 - Sampie (5)

25C_ALL.XLT - PageNo.:
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COLUMBIA ANALYTICAL SERVICES, INC.

Client: TRC
Client Sample ID: Method Blank
Client Project ID: WDI

RESULTS OF ANALYSIS
Page 1 of' 1

CAS Project ID: P2703202
CAS Sample ID: P071018-MB

Test Code: EPA Method 25C Modified Date Collected: NA
Instrument 1D: HP5890 II/GC1/FID/TCA Date Received: NA
Analyst; Wade Henton Date Analyzed: 10/18/07
Sampling Media: ~ Summa Canister Volume(s) Analyzed: 0.50 ml(s)
Test Notes:
CAS # Compound Result MRL Data
; ppmV ppmV Qualifier
74-82-8 Methane ND 0.50
Total Gaseous Nonmethane (TGNMO) as Methane ND 1.0

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.

MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

03202SVG.RDI - MBlank

Verified By:

%’ztr Date: | L“b' ) 'Il o1

25C ALL.XLT - PageNo.:
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COLUMBIA ANALYTICAL SERVICES, INC,

LABORATORY CONTROL SAMPLE SUMMARY
Page 1 of 1

Client: TRC
Client Sample ID: Lab Control Sample
Client Project ID: WDI

CAS Project ID
CAS Sample ID

. P2703202
: PO71018-LCS

Test Code: EPA Method 25C Modified Date Collected: NA
Instrument ID: HP5890 I/GC1/FID/TCA Date Received: NA
Analyst: Wade Henton Date Analyzed; 10/18/07
Sampling Media:  Summa Canister Volume(s) Analyzed: NA ml(s)
Test Notes:
CAS
Compound Spike Amount Result % Recovery Acceptance Data
ppmV ppmV Limits Qualifier
Methane 57.5 56.2 98 90-110
Total Gaseous Nonmethane (TGNMO) as Methane 345 319 92 90-110
Verified By: Yo Date:_m_\g_)_kg_xmsw 1 0

03202SVG.RDI - LCS

25C_ALLXLT -

Page No.:
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Columbia Analytical Services, Inc. - Simi Valley, California

Modified EPA Method 25C Daily QC Summary

Job# : TRC P2703202 Instrument :  GC01/TCD1
Analyst : WHH Date Analyzed : 10/18/07
Method Name : EPA 25C TCA/FID Analysis for TGNMO Printed : 10/18/07
RT Summaries and QC Check (minutes)
n arbon . ;
1Sample ID Carbo Methane gioxi o | TGNMO-1 | TGMNO-2 File ID Time
__Monoxide

|'ICAL Mean RT 1.366 1.799 3.038 4.833
RT Windows (+/- min ) 0.330 0.330 0.330 0.330
STD 100/80ppm S14-08060703 1398 1.823 3.049 4.852 10180706.D 13:11
+/- 0.33min of ICAL Mean RT Pass Pass Pass Pass
MB : N/A 10180707.D

1.268 Pass 1.817 Pas 10180709.D

110180714.0

1.253 Pas 1.821 Pass| 10180716.D

2/ CHy 2 ’ R o’ pp! |.ca‘ e”
Continuing Calibration Standards Summary (ppm)
Carbon Carbon

Sample ID ! Methane L. TGMNO File ID Time

P Monoxide Dioxide
ACTUAL 1001 80.1 700.7 101.2
CCV Criteria (+/- %D) 15.0% 15.0% 15.0% 15.0%
STD 100/80ppm S$14-080 P

LCS / LCS Dup Summary (ppm, without DF correction)

arbon Carbon . X
Sample ID de Methane Dioxid TGMNO File ID Time
&CS Actual Conc. (ppm) 57.9 575 57.9
L :

10180708.D

Lab Dup Summa m, without DF correction
Carbon - Carbon K .
Sample ID Monoxide Methane Dioxide TGMNO File ID Time

15
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Directory:

Vial FileName

ji\gcltida

25¢12008_1020

SampleName

STD 100/80ppmS14-10110605

Misc Info

injectad

20 Oct 108 125

1 10200801.d 1. 4
1 102008024 1. MB 20 Oct 108 1215
1 10200803.4 1. Lab Air 20 0ct 108 1220
1 10200804.d 1. LCS 345ppm 20 Oct 108 12::2
1 102006054 1. test low 20 0ct108 1225
1 10200806.d 1. STD 25C low level small loop S14-10110808 20 0ct 108 1220
1 10200607.d 1. STD 25C low ievel normal loop S14-10110808 20 Cct 108 13::3
1 10200808.d 1. STD 25C mid level small loop S14-10110805 20 Oct 106 12:.0
1 10200808.d 1. STD 25C mid leve! normal loop S14-10110805 20 Oct 108 1212
1 102008104 1. STD 25C high level small loop S14-10200801 20 Oct 108 12::1
1 10200811.d 1. STD 25C high level normal loop $14-10200801 20 Oct 108 1213
1 102006812.d 1. ICV 814-03270802 20 Cct 108 1215
g 10200813.d 1. ICV §14-02270602 , aprox 100/80ppm | 20 Oct 108 1212
L 1020087144 1w MB  leetciealreeiie 20 Oct 106 12:2
1 10200815.d 1. MB 9o 20 Oct 108 12:0
1 10200816.¢ 1. MB 20 Oct 106 12:2
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 2

Client: TRC
Client Sample ID: WDI-IBM-21-10-12-07 CAS Project ID: P2703202
Client Project ID: 'WDI CAS Sample ID: P2703202-001
Test Code: EPA TO-15 Modified Date Collected: 10/12/07
[nstrument ID: Tekmar AUTOCAN/Agilent 5975Binert/6890N/MS13 Date Received: 10/17/07
Analyst: Chaney Humphrey Date Analyzed: 10/19/07
Sampling Media:  Summa Canister Volume(s) Analyzed: 1.00 Liter(s)
Test Notes:
Container ID: AC01102
Initial Pressure (psig): -3.5 Final Pressure (psig): 3.5
Canister Dilution Factor: 1.63
CAS # Compound Result MRL Result MRL Data
pg/m? ug/m? ppbV ppbV Qualifier

74-87-3 Chloromethane ND 1.6 ND 0.79

75-01-4 Vinyl Chloride ND 1.6 ND 0.64

74-83-9 Bromomethane ND 1.6 ND 0.42

75-00-3 Chloroethane ND 1.6 ND 0.62

67-64-1 Acetone 74 8.2 31 3.4

75-69-4 Trichlorofluoromethane 3.1 1.6 0.55 0.29

75-35-4 1,1-Dichloroethene ND 1.6 ND 0.41

75-09-2 Methylene Chloride 61 1.6 18 0.47

76-13-1 Trichlorotrifluoroethane ND 1.6 ND 0.21

75-15-0 Carbon Disulfide ND 1.6 ND 0.52

156-60-5 trans-1,2-Dichloroethene ND 1.6 ND 0.41

75-34-3 1,1-Dichloroethane ND 1.6 ND 0.40

1634-04-4 Methy! tert-Butyl Ether 5.1 1.6 1.4 0.45

108-05-4 Vinyl Acetate ND 8.2 ND 2.3

78-93-3 2-Butanone (MEK) 16 1.6 53 0.55

156-59-2 cis-1,2-Dichloroethene ND 1.6 ND 0.41

67-66-3 Chloroform 'ND 1.6 ND 0.33

107-06-2 1,2-Dichloroethane ND 1.6 ND 0.40

71-55-6 1,1,1-Trichloroethane 2.1 1.6 0.38 0.30
71-43-2 Benzene 2.4 1.6 0.74 0.51

56-23-5 Carbon Tetrachloride ND 1.6 ND 0.26

78-87-5 1,2-Dichloropropane ND 1.6 ND 0.35

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.
MRIL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.
M = Matrix interference due to coelution with a non-target compound; results may be biased high.

03202VOA.SC2 - Sample

Verified By:

Yo

Date: Lol lan

TOISSCAN.XLT - 43 Compounds - PageNo.:
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Client:

Client Sample ID:
Client Project ID:

COLUMBIA ANALYTICAL SERVICES, INC.

TRC
WDI-IBM-21-10-12-07
WDI

RESULTS OF ANALYSIS

Page 2 of 2

CAS Project ID: P2703202
CAS Sample ID: P2703202-001

Test Code: EPA TO-15 Moditied Date Collected: 10/12/07
[nstrument ID: Tekmar AUTOCAN/Agilent 5975Binert/6890N/MS13 Date Received: 10/17/07
Analyst: Chaney Humphrey Date Analyzed: 10/19/07
Sampling Media:  Summa Canister Volume(s) Analyzed: 1.00 Liter(s)
Test Notes: '
Container ID: ACO01102
Initial Pressure (psig): -3.5 Final Pressure (psig): 3.5
Canister Dilution Factor: 1.63
CAS# Compound Result MRL Result MRL Data
pg/m? pg/m? ppbV ppbV Qualifier

75-27-4 Bromodichloromethane ND 1.6 ND 0.24

79-01-6 Trichloroethene ND 1.6 ND 0.30

10061-01-5 cis-1,3-Dichloropropene ND 1.6 ND 0.36

108-10-1 4-Methyl-2-pentanone ND 1.6 ~ND 0.40

10061-02-6 trans-1,3-Dichloropropene ND 1.6 ND 036

79-00-5 1,1,2-Trichloroethane ND 1.6 ND 0.30

108-88-3 Toluene 18 1.6 4.8 0.43

591-78-6 2-Hexanone ND 1.6 ND 0.40

124-48-1 Dibromochloromethane ND 1.6 ND 0.19

106-93-4 1,2-Dibromoethane ND 1.6 ND 621

127-18-4 Tetrachloroethene ND 1.6 ND 0.24

108-90-7 Chlorobenzene ND 1.6 ND 0.35

100-41-4 Ethylbenzene 3.8 1.6 0.87 0.38

179601-23-1 m,p-Xylenes 18 1.6 4.2 0.38

75-25-2 Bromoform ND 1.6 ND 0.16

100-42-5 Styrene ND 1.6 ND 0.38

95-47-6 o-Xylene 6.2 1.6 14 0.38

79-34-5 1,1,2,2-Tetrachloroethane ND 1.6 ND 0.24

541-73-1 1,3-Dichlorobenzene ND 1.6 ND 0.27

106-46-7 - 1,4-Dichlorobenzene ND 1.6 ND 0.27

95-50-1 1,2-Dichlorobenzene ND 1.6 ND 027

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.
MRI. = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

03202VOA.SC2 - Sample

Verified By:

\g .5

Date: |0l 2o

TOISSCAN.XLT - 43 Compounds - PageNo.:
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Client:

Client Sample ID:
Client Project ID:

Test Code:
Instrument [D:
Analyst:
Sampling Media:
Test Notes:
Container ID:

COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 2
TRC
WDI-IBM-21-10-12-07-SC
WDI

EPA TO-15 Modified
Tekmar AUTOCAN/Agilent 5975Binert/6390N/MS13
Chaney Humphrey

Summa Canister Volume(s) Analyzed:

AC00665

Initial Pressure (psig): -0.5 Final Pressure (psig):

CAS Project 1D: P2703202
CAS Sample ID: P2703202-002

Date Collected: 10/12/07
Date Received: 10/17/07
Date Analyzed: 10/19/07

39

1.00 Liter(s)

Canister Dilution Factor: 1.31

CAS # Compound Result MRL Result MRL Data
pg/m? pug/m? ppbV ppbV Qualifier

74-87-3 Chloromethane ND 1.3 ND 0.63
75-01-4 Vinyl Chloride ND 1.3 ND 0.51

74-83-9 Bromomethane ND 1.3 ND 0.34

75-00-3 Chloroethane ND 1.3 ND 0.50

67-64-1 Acetone 70 , 6.6 20 2.8 M
75-69-4 Trichlorofluoromethane 2.8 1.3 0.50 0.23

75-35-4 ~ 1,1-Dichloroethene ND 13 ND 0.33

75-09-2 Methylene Chloride 55 1.3 16 0.38

76-13-1 Trichlorotrifluoroethane ND 1.3 ND 0.17

75-15-0 Carbon Disulfide - ~_ND 1.3 ND 0.42

156-60-5 trans-1,2-Dichloroethene ND 1.3 ND 0.33

75-34-3 1,1-Dichloroethane ND 1.3 ND 0.32

1634-04-4 Methy! tert-Butyl Ether 4.8 1.3 1.3 0.36

108-05-4 Vinyl Acetate ND 6.6 ND 1.9

78-93-3 2-Butanone (MEK) 14 3 4.9 0.44

156-59-2 cis-1,2-Dichloroethene ND 1.3 ND 0.33

67-66-3 Chloroform ND 1.3 ND 0.27

107-06-2 1,2-Dichloroethane ND 1.3 ND 0.32

71-55-6 1,1,1-Trichloroethane 1.9 1.3 0.35 0.24

71-43-2 Benzene 2.2 1.3 070 041

56-23-5 Carbon Tetrachloride ND 1.3 ND 0.21

78-87-5 1,2-Dichloropropane ND 1.3 ND 0.28

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.
MRI. = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.
M = Matrix interference due to coelution with a non-target compound; results may be biased high.

Verified By:

e

Date: |\ p 12 Lo 20

03202VOA.SC2 - Sample (2)
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 2 of 2

Client: TRC
Client Sample ID: WDI-IBM-21-10-12-07-SC CAS Project ID: P2703202
Client Project ID: WDI CAS Sample ID: P2703202-002
Test Code: EPA TO-15 Modified Date Collected: 10/12/07
Instrument ID: Tekmar AUTOCAN/Agilent 5975Binert/6890N/MS13 Date Received: 10/17/07
Analyst: Chaney Humphrey Date Analyzed: 10/19/07
Sampling Media:  Summa Canister Volume(s) Analyzed: 1.00 Liter(s)
Test Notes:
Container 1D: AC00665
Initial Pressure (psig): -0.5 Final Pressure (psig): 3.9
* Canister Dilution Factor: 1.31
CAS # Compound Result MRL Result MRL Data
pg/m? pg/m? ppbV ppbV Qualifier

75-27-4 Bromodichloromethane - ND 1.3 ND 0.20

79-01-6 Trichloroethene ND 1.3 ND 0.24

10061-01-5 cis-1,3-Dichloropropene ND 1.3 ND 0.29

108-10-1 4-Methyl-2-pentanone 1.5 1.3 0.36 0.32

10061-02-6 trans-1,3-Dichloropropene ND 1.3 ND 0.29

79-00-5 1,1,2-Trichloroethane ND 1.3 ND 0.24

108-88-3 Toluene 17 1.3 4.4 0.35

591-78-6 2-Hexanone ND 1.3 ND 0.32

124-48-1 Dibromochloromethane ND 1.3 ND 0.15

106-93-4 1,2-Dibromoethane ND 1.3 ND 0.17

127-18-4 Tetrachloroethene ND 1.3 ND 0.19

108-90-7 Chlorobenzene ND 1.3 ND 0.28

100-41-4 Ethylbenzene 3.8 1.3 0.88 0.30

179601-23-1 m,p-Xylenes 19 1.3 4.3 0.30
75-25-2 Bromoform ND 1.3 ND 013

100-42-5 Styrene ND 1.3 ND 0.31

95-47-6 o-Xylene 6.5 1.3 1.5 0.30

79-34-5 1,1 ,2,2—Tetrach]ioroetllane ND 1.3 ND 0.19

541-73-1 1,3-Dichlorobenzene ND 1.3 ND 0.22

106-46-7 1,4-Dichlorobenzene ND 13 ND 0.22

95-50-1 1,2-Dichlorobenzene ND 1.3 ND 0.22

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.

MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

03202VOA.SC2 - Sample (2)
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 2

Client: TRC
Client Sample ID: WDI-IBM-03-10-13-07 CAS Project ID: P2703202
Client Project ID: WDI CAS Sample ID: P2703202-003
Test Code: EPA TO-15 Modified Date Collected: 10/13/07
Instrument ID: Tekmar AUTOCAN/Agilent 5975Binert/6890N/MS13 Date Received: 10/17/07
Analyst: Chaney Humphrey Date Analyzed: 10/19/07
Sampling Media:  Summa Canister Volume(s) Analyzed: 0.70 Liter(s)
Test Notes:
Container 1D ACO00801
Initial Pressure (psig): -2.1 Final Pressure (psig): 3.5
Canister Dilution Factor: 1.44
CAS# Compound Result MRL Result MRL Data
pg/m? pg/m? ppbV ppbV Qualifier

74-87-3 Chloromethane ND 2.1 ND 1.0

75-01-4 Vinyl Chloride ND 2.1 ND 0.81

74-83-9 Bromomethane ND 2.1 ND 0.53

75-00-3 Chloroethane ND 2.1 ND .78

67-64-1 Acetone 120 10 51 4.3

75-69-4 Trichlorofluoromethane ND 2.1 ND 0.37

75-35-4 1,1-Dichloroethene ND 2.1 ND 0.52

75-09-2 Methylene Chloride 140 2.1 41 0.59

76-13-1 Trichlorotrifluoroethane ND 2.1 ND 0.27

75-15-0 Carbon Disulfide NDo o210 ND 0.66

156-60-5 trans-1,2-Dichloroethene ND 2.1 ND 0.52

75-34-3 1,1-Dichloroethane ND 2.1 ND 0.51

1634-04-4 Methyl tert-Butyl Ether 6.0 2.1 1.7 0.57

108-05-4 Vinyl Acetate ND 10 ND 2.9
- 78-93-3 2-Butanone (MEK) 11 2.1 3.8 090

156-59-2 cis-1,2-Dichloroethene ND 2.1 ND 0.52

67-66-3 Chloroform ND 2.1 ND 0.42

107-06-2 1,2-Dichloroethane ND 2.1 ND 0.51

71-55-6 1,1,1-Trichloroethane ND 2.1 ND 0.38

71-43-2 Benzene 2.6 2.1 0.80 0.64

56-23-5 Carbon Tetrachloride ND 2.1 ND 0.33

78-87-5 1,2-Dichloropropane ND 2.1 ND 0.45

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.
M == Matrix interference due to coelution with a non-target compound; results may be biased high.

03202VOA.SC2 - Sample (3)
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Client:

Client Sample ID:
Client Project ID:

Test Code:

Instrument ID:

Analyst:

Sampling Media:

Test Notes:

COLUMBIA ANALYTICAL SERVICES, INC.

TRC
WDI-IBM-03-10-13-07
WDI

EPA TO-15 Modified

RESULTS OF ANALYSIS

Page 2 of 2

Tekmar AUTOCAN/Agilent 5975Binert/6890N/MS13

Chaney Humphrey
Summa Canister

CAS Project ID: P2703202
CAS Sample ID: P2703202-003

Date Collected: 10/13/07
Date Received: 10/17/07
Date Analyzed: 10/19/07
Volume(s) Analyzed:

0.70 Liter(s)

Container ID: AC00801
Initial Pressure (psig): -2.1 Final Pressure (psig):
Canister Dilution Factor: 1.44
CAS # Compound Result MRL Result MRL Data
pg/m? ug/m? ppbV ppbV Qualifier
75-27-4 Bromodichloromethane ~ ND 2.1 ND 0.31
79-01-6 Trichloroethene ND 2.1 ND 0.38
10061-01-5 cis-1,3-Dichloropropene ND 2.1 ND 0.45
108-10-1 4-Methyl-2-pentanone ND 2.1 ND 0.50
10061-02-6 trans-1,3-Dichloropropene ND 2.1 ND 0.45
79-00-5 1,1,2-Trichloroethane ND 2.1 ND 0.38
108-88-3 Toluene 48 2.1 13 0.55
591-78-6 2-Hexanone ND 2.1 ND 0.50
124-48-1 Dibromochloromethane ND 2.1 ND 0.24
106-93-4 1,2-Dibromoethane ND 2.1 ND 0.27
127-18-4 Tetrachioroethene ND 2.1 ND 0.30
108-90-7 Chlorobenzene ND 2.1 ND 0.45
100-41-4 Ethylbenzene 7.3 2.1 1.7 0.47
179601-23-1 m,p-Xylenes 33 2.1 7.5 0.47
75-25-2 Bromoform ND 2.1 ND 0.20
100-42-5 Styrene ND 2.1 ND 0.48
95-47-6 ~ 0-Xylene 11 2.1 2.5 0.47
79-34-5 1,1,2,2-Tetrachloroethane ND 2.1 ND 0.30
541-73-1 1,3-Dichlorobenzene ND 2.1 ND 0.34
106-46-7 1,4-Dichlorobenzene ND 2.1 ND 0.34
95-50-1 1,2-Dichlorobenzene ND 2.1 ND 0.34

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.

03202VOA.SC2 - Sample (3)
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Client:

Client Sample ID:
Client Project ID:

COLUMBIA ANALYTICAL SERVICES, INC.

TRC

WDI-IBM-03-10-13-07-SC

WDI

RESULTS OF ANALYSIS
Page 1 of 2

CAS Project ID: P2703202
CAS Sample ID: P2703202-004

Test Code: EPA TO-15 Modified Date Collected: 10/13/07
Instrument ID: Tekmar AUTOCAN/Agilent 5975Binert/6890N/MS13 Date Received: 10/17/07
Analyst: Chaney Humphrey Date Analyzed: 10/19/07
Sampling Media: ~ Summa Canister Volume(s) Analyzed: 0.70 Liter(s)
Test Notes:
Container ID: AC01317
Initial Pressure (psig): -3.1 Final Pressure (psig): 3.5
Canister Dilution Factor: 1.57
CAS # Compound Result MRL Result MRL Data
ng/m? pg/m? ppbV ppbV Qualifier
74-87-3 Chloromethane ND 2.2 ND 1.1
75-01-4 Vinyl Chloride ND 2.2 ND 0.88
74-83-9 Bromomethane ND 2.2 ND 0.58
75-00-3 Chloroethane ND 2.2 ND 0.85
67-64-1 Acetone - 120 11 52 4.7 M
75-69-4 Trichlorofluoromethane ND 2.2 ND 0.40
75-35-4 1,1-Dichloroethene ND 2.2 ND 0.57
75-09-2 Methylene Chloride 160 2.2 45 0.65
76-13-1 Trichlorotrifluoroethane ND 2.2 ND 0.29
75-15-0 Carbon Disulfide ND 2.2 ND 0.72
156-60-5 trans-1,2-Dichloroethene ND 2.2 ND 0.57
75-34-3 1,1-Dichloroethane ND 2.2 ND 0.55
1634-04-4 Methyl tert-Butyl Ether 6.1 2.2 1.7 0.62
108-05-4 Vinyl Acetate ND 11 ND 3.2
78-93-3 2-Butanone (MEK) 12 2.2 4.0 0.76
156-59-2 cis-1,2-Dichloroethene ND 2.2 ND 0.57
67-66-3 Chloroform ND 2.2 ND 0.46
107-06-2 1,2-Dichloroethane ND 2.2 ND 0.55
71-55-6 1,1,1-Trichloroethane ND 2.2 ND 0.41
71-43-2 Benzene 2.7 2.2 0.84 0.70
56-23-5 Carbon Tetrachloride ND 2.2 ND 0.36
78-87-5 1,2-Dichloropropane ND 2.2 ND 0.49

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

M = Matrix interference due to coelution with a non-target compound; results may be biased high.

03202VOA.SC2 - Sample (4)
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 2 of 2

Client: TRC
Client Sample ID: WDI-IBM-03-10-13-07-SC CAS Project ID: P2703202
Client Project ID: WDI CAS Sample ID: P2703202-004
Test Code: EPA TO-15 Modified Date Collected: 10/13/07
Instrument ID: Tekmar AUTOCAN/Agilent 5975Binert/6890N/MS13 Date Received: 10/17/07
Analyst: Chaney Humphrey Date Analyzed: 10/19/07
Sampling Media: ~ Summa Canister Volume(s) Analyzed: 0.70 Liter(s)
Test Notes:
Container ID: ACO01317
Initial Pressure (psig): -3.1 Final Pressure (psig): 3.5
Canister Dilution Factor: 1.57
CAS# Compound Result MRL Result MRL Data
pg/m? pg/m? ppbV ppbV Qualifier

75-27-4 Bromodichloromethane ND 2.2 ND 0.33

79-01-6 Trichloroethene ND 2.2 ND 0.42

10061-01-5 cis-1,3-Dichloropropene ND 2.2 ND 0.49

108-10-1 4-Methyl-2-pentanone ND 2.2 ND 0.55

10061-02-6 trans-1,3-Dichloropropene ND 2.2 ND 0.49

79-00-5 1,1,2-Trichloroethane ND 2.2 ND 0.41

108-88-3 Toluene 49 2.2 13 0.60

591-78-6 2-Hexanone ND 22 ND 0.55

124-48-1 Dibromochloromethane ND 2.2 ND 0.26

106-93-4 1,2-Dibromoethane ND 2.2 ND 0.29

127-18-4 Tetrachloroethene ND 2.2 ND 0.33

108-90-7 Chlorobenzene ND 2.2 ND 0.49

100-41-4 Ethylbenzene 7.5 2.2 1.7 0.52

179601-23-1 m,p-Xylenes 33 22 7.7 0.52

75-25-2 Bromoform ND 2.2 ND 0.22

100-42-5 Styrene ND 2.2 ND 0.53

95-47-6 o-Xylene 11 2.2 2.6 0.52

79-34-5 1,1,2,2-Tetrachloroethane ND 2.2 ND 0.33

541-73-1 1,3-Dichlorobenzene ND 2.2 ND 0.37

106-46-7 1,4-Dichlorobenzene ND 2.2 ND 0.37

95-50-1 1,2-Dichlorobenzene ND 2.2 ND 0.37

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.

MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

03202VOA.SC2 - Sample (4)
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Client:

Client Sample ID:
Client Project ID:

Test Code:
Instrument ID:;

COLUMBIA ANALYTICAL SERVICES, INC.

TRC
WDI-IBM-32-10-13-07
WDI

EPA TO-15 Modified

Tekmar AUTOCAN/Agilent 5975Binert/6890N/MS13

RESULTS OF ANALYSIS
Page 1 of 2

CAS Project ID: P2703202
CAS Sample ID: P2703202-005

Date Collected: 10/13/07
Date Received: 10/17/07

Analyst: Chaney Humphrey Date Analyzed: 10/19/07
Sampling Media: ~ Summa Canister Volume(s) Analyzed: 1.00 Liter(s)
Test Notes:
Container ID: AC01441
Initial Pressure (psig): -4.0 Final Pressure (psig): 3.5
Canister Dilution Factor: 1.70
CAS# Compound Result MRL Result MRL Data
pg/m? pg/m? ppbV ppbV Qualifier
74-87-3 Chloromethane ~ ND 1.7 ND 0.82
75-01-4 Vinyl Chloride ND 1.7 ND 0.67
74-83-9 Bromomethane ND 1.7 ND 0.44
75-00-3 Chloroethane ND 1.7 ND 0.64
67-64-1 Acetone 72 8.5 30 3.6 M
75-69-4 Trichlorofluoromethane 32 1.7 0.57 0.30
75-35-4 1,1-Dichloroethene ND 1.7 ND 0.43
75-09-2 Methylene Chloride 5.4 1.7 1.5 0.49
76-13-1 Trichlorotrifluoroethane 7.6 1.7 0.99 0.22
75-15-0 Carbon Disulfide - ND 1.7 ND 0.55
156-60-5 trans-1,2-Dichloroethene ND 1.7 ND 0.43
75-34-3 1,1-Dichloroethane ND 1.7 ND 0.42
1634-04-4 Methy! tert-Butyl Ether ND 1.7 ND 0.47
108-05-4 Vinyl Acetate ND 8.5 ND 2.4
78-93-3 2-Butanone (MEK) 11 1.7 3.6 - 0.58
156-59-2 cis-1,2-Dichloroethene ND 1.7 ND 0.43
67-66-3 Chloroform ND 1.7 ND 0.35
107-06-2 1,2-Dichloroethane ND 1.7 ND 0.42
71-55-6 1,1,1-Trichloroethane ND 1.7 ND 0.31
71-43-2  Benzene ND 1.7 ND 0.53
56-23-5 Carbon Tetrachloride ND 1.7 ND 0.27
78-87-5 1,2-Dichloropropane ND 1.7 ND 0.37

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.

MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

M = Matrix interference due to coelution with a non-target compound; results may be biased high.

03202VOA.SC2 - Sample (5)
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 2 of 2

Client: TRC
Client Sample ID: WDI-IBM-32-10-13-07 CAS Project ID: P2703202
Client Project ID: WDI CAS Sample ID: P2703202-005
Test Code: EPA TO-15 Modified Date Collected: 10/13/07
[nstrument 1D: Tekmar AUTOCAN/Agilent 5975Binert/6890N/MS13 Date Received: 10/17/07
Analyst: Chaney Humphrey Date Analyzed: 10/19/07
Sampling Media; ~ Summa Canister Volume(s) Analyzed: 1.00 Liter(s)
Test Notes:
Container ID: ACO01441
Initial Pressure (psig): -4.0 Final Pressure (psig): 3.5
Canister Dilution Factor; 1.70
CAS # Compound Result MRL Result MRL Data
pg/m? pg/m? ppbV ppbV Qualifier
75-27-4 Bromodichloromethane ND 1.7 ND 0.25
79-01-6 Trichloroethene ND 1.7 ND 0.32
10061-01-5 cis-1,3-Dichloropropene ND 1.7 ND 0.37
108-10-1 4-Methyl-2-pentanone ND 1.7 ND 0.41
10061-02-6 trans-1,3-Dichloropropene ND 1.7 ND 037
79-00-5 1,1,2-Trichloroéthane ND 1.7 ND 0.31
108-88-3 Toluene 22 1.7 5.9 0.45
591-78-6 2-Hexanone ND 1.7 ND 0.42
124-48-1 Dibromochloromethane ND 1.7 ND 0.20
106-93-4 1,2-Dibromoethane ND 1.7 ~ ND 022
127-18-4 Tetrachloroethene 2.5 1.7 0.37 0.25
108-90-7 Chlorobenzene ND 1.7 ND 0.37
100-41-4 Ethylbenzene ND 1.7 ND 0.39
179601-23-1 m,p-Xylenes 6.5 1.7 1.5 0.39
75-25-2 Bromoform ND 1.7 ND 0.16
100-42-5 Styrene ND 1.7 ND 0.40
95-47-6 o-Xylene 2.2 1.7 0.50 0.39
79-34-5 1,1,2,2-Tetrachloroethane ND 1.7 ND 0.25
541-73-1 1,3-Dichlorobenzene ND 1.7 ND 0.28
106-46-7 1,4-Dichlorobenzene ND 1.7 ND 0.28
95-50-1 1,2-Dichlorobenzene ND 1.7 ND 0.28

03202VOA.SC2 - Sample (3)
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 2

Client: TRC
Client Sample ID: Method Blank CAS Project ID: P2703202
Client Project ID: WDI CAS Sample ID: P071019-MB
Test Code: EPA TO-15 Modified Date Collected: NA
Instrument ID: Tekmar AUTOCAN/Agilent 5975Binert/6890N/MS13 Date Received: NA
Analyst: Chaney Humphrey Date Analyzed: 10/19/07
Sampling Media:  Summa Canister Volume(s) Analyzed: 1.00 Liter(s)
Test Notes:
CAS # Compound Result MRL Result MRL Data
png/m? pg/m? ppbV ppbV Qualifier

74-87-3 Chloromethane ND 1.0 ND 0.48

75-01-4 Vinyl Chloride ND 1.0 ND 0.39

74-83-9 Bromomethane ND 1.0 ND 0.26

75-00-3 Chloroethane ND 1.0 ND 0.38

67-64-1 Acetone ND 5.0 ND 2.1

75-69-4 Trichlorofluoromethane ND 1.0 ND 0.18

75-35-4 1,1-Dichloroethene ND 1.0 ND 0.25

75-09-2 Methylene Chloride ND 1.0 ND 029

76-13-1 Trichlorotrifluoroethane ND 1.0 ND 0.13

75-15-0 Carbon Disulfide ND 1.0 ND 0.32

156-60-5 trans-1,2-Dichloroethene ND 1.0 ND 0.25

75-34-3 1,1-Dichloroethane ND 1.0 ND 0.25

1634-04-4 Methy! tert-Butyl Ether ND 1.0 ND 0.28

108-05-4 Vinyl Acetate ND 5.0 ND 1.4

78-93-3 2-Butanone (MEK) ND 1.0 ND 034

156-59-2 cis-1,2-Dichloroethene ND 1.0 ND 0.25

67-66-3 Chloroform ND 1.0 ND 0.20

107-06-2 1,2-Dichloroethane ND 1.0 ND 0.25

71-55-6 1,1,1-Trichloroethane ND 1.0 ND 0.18

71-43-2 Benzene ND 1.0 ND 0.31

56-23-5 Carbon Tetrachloride ND 1.0 ND 0.16

78-87-5 1,2-Dichloropropane ND 1.0 ND 0.22

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.

MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

03202VOA.SC2 - MBlank
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Client:

Client Sample ID:
Client Project ID:

Test Code:

Instrument ID:

COLUMBIA ANALYTICAL SERVICES, INC.

TRC
Method Blank
WDI

EPA TO-15 Modified

Tekmar AUTOCAN/Agilent 5975Binert/6890N/MS13

RESULTS OF ANALYSIS
Page 2 of 2

CAS Project ID: P2703202
CAS Sample ID: P071019-MB

Date Collected: NA
Date Received: NA

Analyst: Chaney Humphrey Date Analyzed: 10/19/07
Sampling Media: ~ Summa Canister Volume(s) Analyzed: 1.00 Liter(s)
Test Notes:
CAS# Compound Result MRL Result MRL Data
pg/m? pg/m? ppbV ppbV Qualifier

75-27-4 Bromodichloromethane ND 1.0 ND 0.15

79-01-6 Trichloroethene ND 1.0 ND 0.19

10061-01-5 cis-1,3-Dichloropropene ND 1.0 ND 0.22

108-10-1 4-Methyl-2-pentanone ND 1.0 ND 0.24

10061-02-6 trans-1,3-Dichloropropene ND 1.0 ND 022

79-00-5 1,1,2-Trichloroethane ND 1.0 ND 0.18

108-88-3 Toluene ND 1.0 ND 0.27

591-78-6 2-Hexanone ND 1.0 ND 0.24

124-48-1 Dibromochloromethane ND 1.0 ND 0.12

106-93-4 12-Dibromoethane ND 10 CND 03

127-18-4 Tetrachloroethene ND 1.0 ND 0.15

108-90-7 Chlorobenzene ND 1.0 ND 0.22

100-41-4 Ethylbenzene ND 1.0 ND 0.23

179601-23-1 m,p-Xylenes ND 1.0 ND 0.23

75-25-2 Bromoform ND 1.0 ND 0.097

100-42-5 Styrene ND 1.0 ND 0.23

95-47-6 o-Xylene ND 1.0 ND 0.23

79-34-5 1,1,2,2-Tetrachloroethane ND 1.0 ND 0.15

541-73-1 1,3-Dichlorobenzene ND 1.0 ND 0.17

106-46-7 1,4-Dichlorobenzene ND 1.0 ND 0.17

95-50-1 1,2-Dichlorobenzene ND 1.0 ND 0.17

MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

03202VOA.SC2 - MBlank
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COLUMBIA ANALYTICAL SERVICES, INC.

SURROGATE SPIKE RECOVERY RESULTS

Page 1 of' |
Client: TRC
Client Project ID:  WDI CAS Project ID: P2703202
Test Code: EPA TO-15 Modified
[nstrument ID: Tekmar AUTOCAN/Agilent 5975Binert/6890N/MS13 Date(s) Collected: 10/12 - 10/13/07
Analyst: Chaney Humphrey Date(s) Received: 10/17/07
Sampling Media: Summa Canister(s) Date(s) Analyzed: 10/19/07
Test Notes:
1,2-Dichloroethane-d4 Toluene-d8 Bromofluorobenzene
Client Sample ID CAS Sample ID % Acceptance % Acceptance Yo Acceptance  Data
Recovered Limits Recovered Limits Recovered Limits - Qualifier
Method Blank P071019-MB 92 _  80-120 103 80-120 103 80-120
Lab Control Sample P071019-LCS 94 80-120 102 80-120 103 80-120
Duplicate Lab Control Sample P071019-DLCS 23 80-120 102 80-120 103 80-120
WDI-IBM-21-10-12-07 P2703202-001 89 80-120 102 80-120 102 80-120
WDI-IBM-21-10-12-07-SC P2703202-002 90 80-120 101 80-120 102 80-120
WDI-IBM-03-10-13-07 P2703202-003 89 80-120 102 80-120 102 80-120
WDI-IBM-03-10-13-07-SC P2703202-004 89 80-120 101 80-120 102 80-120
WDI-IBM-32-10-13-07 P2703202-005 90 80-120 101 80-120 102 80-120
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Client:

Client Sample ID:
Client Project ID:

COLUMBIA ANALYTICAL SERVICES, INC.

[LABORATORY CONTROL SAMPLE / DUPLICATE LABORATORY CONTROL SAMPLE SUMMARY
Page | of' 2

TRC

Duplicate Lab Control Sample

WDI

CAS Project ID: P2703202
CAS Sample ID: P0O71019-DLCS

Test Code: EPA TO-15 Modified Date Collected: NA

[nstrument ID: Tekmar AUTOCAN/Agilent 5975Binert/6890N/MS13 Date Received: NA

Analyst: Chaney Humphrey Date Analyzed: 10/19/07

Sampling Media:  Summa Canister Volume(s) Analyzed: NA Liter(s)

Test Notes:

Spike Amount Result Project
CAS# Compound LCS/DLCS LCS DLCS % Recovery Acceptance RPD RPD  Data
ng ng ng LCS DLCS Limits Limit Qualifier
74-87-3 Chloromethane 24.5 209  20.7 85 84 65-135 1 35
75-01-4 Vinyl Chloride 24.8 224 220 90 89 65-135 1 35
74-83-9 Bromomethane 25.0 23.8 233 95 93 65-135 2 35
75-00-3 Chloroethane 25.0 228 224 91 20 65-135 1 35
67-64-1 Acetone 26.8 23.0 227 86 85 65-135 1 35
75-69-4 Trichlorofluoromethane 26.3 22.1 216 84 82 65-135 2 35
75-35-4 1,1-Dichloroethene 27.8 246 245 88 88 65-135 0 35
75-09-2 Methylene Chloride 27.8 243 240 87 86 65-135 1 35
76-13-1 Trichlorotrifluoroethane 27.8 244 239 88 86 65-135 2 35
75-15-0 Carbon Disulfide 25.0 215 213 86 85 65-135 1 35
156-60-5 trans-1,2-Dichloroethene 26.5 23.6 233 89 88 65-135 1 35
75-34-3 1,1-Dichloroethane 26.8 240 236 90 88 65-135 2 35
1634-04-4 Methyl tert-Butyl Ether 26.8 245 236 91 88 65-135 3 35
108-05-4 Vinyl Acetate 253 31.3 305 124 121 65-135 2 35
78-93-3 2-Butanone (MEK) 27.0 258 254 96 94 65-135 2 35
156-59-2 cis-1,2-Dichloroethene 27.0 24.0 23.6 89 87 65-135 2 35
67-66-3 Chloroform 29.8 272 26.7 91 90 65-135 1 35
107-06-2 1,2-Dichloroethane 26.3 221 217 84 83 65-135 1 35
71-55-6 1,1,1-Trichloroethane 26.8 225 222 84 83 65-135 1 35
71-43-2 Benzene 27.0 238 238 88 88 65-135 0 35
56-23-5 Carbon Tetrachloride 26.0 228 226 88 87 65-135 1 35
78-87-5 1,2-Dichloropropane 26.5 243 238 92 90 65-135 2 35
Verified By: \5)\;&_ Date: |0 |25 f S 31
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Client:

Client Sample ID:
Client Project ID:

Test Code:
Instrument 1D:
Analyst:

Sampling Media:

Test Notes:

COLUMBIA ANALYTICAL SERVICES, INC.

LABORATORY CONTROL SAMPLE / DUPLICATE LABORATORY CONTROL SAMPLE SUMMARY
Page 2 of 2

TRC

Duplicate Lab Control Sample

WDI

EPA TO-15 Modified

Tekmar AUTOCAN/Agilent 5975Binert/6890N/MS13

Chaney Humphrey
Summa Canister

CAS Project ID: P2703202

CAS Sample ID: PO71019-DLCS

Date Collected: NA
Date Received: NA
Date Analyzed: 10/19/07

Volume(s) Analyzed:

NA Liter(s)

Spike Amount Result Project
CAS # Compound LCS/DLCS LCS DLCS % Recovery Acceptance RPD RPD  Data
ng ng ng LCS DLCS  Limits Limit Qualifier
75-27-4 Bromodichloromethane 27.8 249 25.0 90 90 65-135 0 35
79-01-6 Trichloroethene 27.3 23.6 234 86 86 65-135 0 35
10061-01-5 cis-1,3-Dichloropropene 25.0 233 234 93 94 65-135 1 35
108-10-1 4-Methyl-2-pentanone 27.5 229 228 83 83 65-135 0 35
10061-02-6 trans-1,3-Dichloropropene 28.0 25.7 259 92 93 - 65-135 1 35
79-00-5 1,1,2-Trichloroethane 26.3 23.5 238 89 90 65-135 1 35
108-88-3 Toluene 26.5 23.8 237 90 89 65-135 1 35
591-78-6 2-Hexanone 26.3 21.8 216 83 82 65-135 1 35
124-48-1 Dibromochloromethane 27.0 248 24.6 92 91 65-135 1 35
106-93-4 1,2-Dibromoethane 26.3 243 242 92 9 65-135 0 35
127-18-4 Tetrachloroethene 26.0 23.6 237 91 91 65-135 0 35
108-90-7 Chlorobenzene 26.5 239 238 90 90 65-135 0 35
100-41-4 Ethylbenzene 26.3 237 235 90 89 65-135 1 35
179601-23-1 m,p-Xylenes 62.5 569 56.7 91 91 65-135 0 35
75252 Bromoform 33 311 313 99 100 65135 135
100-42-5 Styrene 26.3 241  24.1 92 92 65-135 0 35
95-47-6 0-Xylene 29.8 266 264 89 89 65-135 0 35
79-34-5 1,1,2,2-Tetrachloroethane 29.8 29.2 289 98 97 65-135 1 35
541-73-1 1,3-Dichlorobenzene 25.5 235 234 92 92 65-135 0 35
106-46-7 1,4-Dichlorobenzene 26.3 243 245 92 93 65-135 135
95-50-1 1,2-Dichlorobenzene 25.8 234 234 91 91 65-135 0 35
Verified By: v Cs Date: [ ]2 32
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Dr D 3
LA
Data Path : J:\MS13\DATA\2007_09\26)\
Data File 09260707.D
Acg On 26 Sep 2007 14:42
Operator CH iy
Sample 25ng TO-15 BFB a1
Misc : $%5-09260707 M
ALS Vial 1 %% Sample Multiplier: 1
Integration File: RTEINT.P
Method J:\MS13\METHODS\R13092607.M
Title TO-15 Tekmar AutoCan/HP 6890/HP 5975 MSD
Last Update Thu Sep 27 11:41:42 2007
Abundance TIC: 09260707 .D\data.ms
1500000 ﬁ
I \
| J
\ |
1000000 i ’
1 1
500000/ | | |
! |
1
0{ e T LR L B “"\"““"\“\‘“““““‘\"“‘\"‘\ T T T T
Time-> 21, 02100218022002220224022602280230023202340236023802400242024402460248025002520
Abundance Average of 23.294 to 23.306 min.: 09260707.D\data.ms (-) .
95 174
250000
200000
150000
75
100000
50 |
50000 | ‘
‘ 37 | 62 O \‘ 87
ol L As T C e & 106111 117 128 157 143148 155 161 |l]
[ A L L L I R L L I L T A N B R N LI IR L R
miz--> 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180
AutoFind: Scans 3375, 3376, 3377; Background Corrected with Scan 3363
Target Rel. to Lower Upper Rel. Raw Result
Mass Mass Limit% Limit% Abn% Abn Pass/Fail
50 95 8 40 23.1 61451 PASS
75 95 30 66 45.5 121189 PASS
95 95 100 100 100.0 266581 PASS
96 95 5 S 6.6 17627 PASS
173 174 0.00 2 0.7 1867 PASS
174 95 50 120 98.2 261888 PASS
175 174 4 9 7.2 18835 PASS
176 174 93 101 98.1 256832 PASS
177 176 5 S 6.4 16555 PASS
R13092607.M Thu Sep 27 11:58:27 2007 g Page:
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Data Path : J:\MS13\DATA\2007_10\19\
Data File : 10190701.D

Acg On 19 Oct 2007 $:29
Operator CH

Sample : 25ng TO-15 CCV STD

Misc '820-10090701/S20-09260706
ALS Vial 1 Sample Multiplier: 1
Integration File: RTEINT.P

Method J:\MS13\METHODS\R13092607.M
Title TO-15

Last Update Thu Sep 27 12:31:49 2007

Abundance
5000000

4000000

3000000

2000000

1000000, '

| Ji

{
|

I
[
1

TIC: 10190701.D\data.ms

I
f
1
i
I

Tekmar AutoCan/HP 6890/HP 5975 MSD

"

J
|
it
l

il
I

Jv&

| o A WA |
04 e S R L LU §
Time-->  21.4 240 2260 22.80 23.00 23.20 23.40 23.60 23.80 24.00 24.20 24.40 24160 2480 25'00 25.20
Abundance Average of 23.294 to 23.305 min.: 10190701.D\data.ms (-)
300000 95 174
250000
200000
150000 7F
100000 i
50 i
50000 1 ‘
37 | 61 o9 || 87
0 ! 45‘_M 56 0, | 8 i ”!1 104 112117 128 137 143148‘ 185 161
R [N L L T T R E R ]
miz--> 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180
AutoFind: Scans 3375, 3376, 3377; Background Corrected with Scan 3363
Target Rel. to Lower Upper Rel. Raw Result
Mass Mass Limit% Limit% Abn% Abn Pass/Fail
50 95 8 40 21.0 61451 PASS
75 95 30 66 44 .1 129296 PASS
95 95 100 100 100.0 293227 PASS
96 95 5 S 6.5 19003 PASS
173 174 0.00 2 0.7 2070 PASS
174 95 50 120 88.9 289984 PASS
175 174 4 S 7.0 20432 PASS
176 174 93 101 96.9 281024 PASS
177 176 5 9 6.6 18453 PASS
R13092607.M Fri Oct 19 13:28:33 2007 .2 Page:
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Evaluate Continuing Calibration Report

Data Path : J:\MSI13\DATA\2007_10\19\

Data File 10190701.D

Acg On 19 Oct 2007 9:29

Operator CH

Sample 25ng TO-15 CCV STD

Misc S20-10090701/820-09260706

ALS Vial 1 Sample Multiplier: 1

Quant Time: Oct 19 13:28:50 2007

Quant Method J:\MSlB\METHODS\R13092607.M

Quant Title TO-15 Tekmar AutoCan/HP 6890/HP 5975 MSD

QLast Update Thu Sep 27 12:31:49 2007

Response via Initial Calibration

Min. RRF 0.000 Min. Rel. Area Max. R.T. Dev 0.33min
Max. RRF Dev 30% Max. Rel. Area 200%

Compound AvgRF CCRF $Dev Area% Dev (min)

1 IR Bromochloromethane (IS1) 1.000 1.000 0.0 111 0.00
2 T Propene 1.993 1.672 16.1 99 0.00
3T Dichlorodifluoromethane 2.778 2.369 14.7 101 0.00
4 T Chloromethane 3.730 3.243 13.1 104 0.00
5 T Freon 114 1.256 1.190 5.3 112 0.00
6 T Vinyl Chloride 2.628 2.448 6.8 11 0.00
7 T 1,3-Butadiene 2.430 2.248 7.5 104 0.00
8§ T Bromomethane 1.160 1.123 3.2 109 0.00
9 T Chloroethane 1.256 1.168 7.0 107 0.00
10 T Ethanol 1.385 1.287 7.1 101 -0.01
11 7T Acetonitrile 3.620 3.384 6.5 100 -0.01
12 T Acrolein 1.180 1.143 3.1 102 -0.02
13 T Acetone 1.689 1.549 8.3 115 -0.01
14 T Trichlorofluoromethane 2.190 1.955 10.7 103 0.00
15 T Isopropanol 4.648 4.382 5.7 99 -0.01
16 T Acrylonitrile 2.812 2.716 3.4 100 0.00
17 T 1,1-Dichloroethene 1.289 1.165 9.6 105 0.00
18 T tert-Butanol 3.967 3.739 5.7 %8 -0.01
19 T Methylene Chloride 1.375 1.228 10.7 104 0.00
20 T Allyl Chloride 2.619 2.450 6.5 99 0.00
21 T Trichlorotrifluoroethane 1.317 1.161 11.8 107 0.00
22 T Carbon Disulfide 5.3%94 4.847 10.1 105 -0.01
23 T trans-1,2-Dichloroethene 2.656 2.404 9.5 103 0.00
24 T 1,1-Dichloroethane 2.685 2.483 7.5 107 0.00
25 T Methyl tert-Butyl Ether 3.633 3.309 8.9 104 0.00
26 T Vinyl Acetate 0.186 0.251 25 ~0.01
27 T 2-Butanone 0.866 0.825 2.7 104 0.00
28 T cis-1,2-Dichloroethene 2.406 2.178 9.5 103 0.00
29 T Diisopropyl Ether 1.058 0.947 10.5 102 -0.01
30 T Ethyl Acetate 0.618 0.569 7.9 103 -0.01
31 7T n-Hexane 3.326 2.748 17.4 99 -0.01
32 T Chloroform 1.846 1.664 9.9 106 -0.01
33 S 1,2—Dichloroethane-d4(SSl) 1.586 1.550 2.3 107 0.00
34 T Tetrahydrofuran 0.844 0.795 5.8 105 -0.01
35 T Ethyl tert-Butyl Ether 1.526 1.392 8.8 101 0.00
36 T 1,2-Dichloroethane 2.224 1.904 14.4 98 0.00
37 IR 1,4-Difluorobenzene (IS2) 1.000 1.000 0.0 107 0.00
38 T 1,1,1-Trichloroethane 0.468 0.403 13.9 99 0.00
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Evaluate Continulng CallpratlOll REeportL

Data Path : J:\MS13\DATA\2007_10\19\
Data File : 10190701.D

Acg On : 19 Oct 2007 9:29
Operator : CH

Sample : 25ng TO-15 CCV STD

Misc . 820-10090701/820-09260706
ALS Vial = 1 Sample Multiplier: 1

Quant Time: Oct 19 13:28:50 2007
Quant Method : J:\MS13\METHODS\R13092607.M

Quant Title : TO-15 Tekmar AutoCan/HP 6890/HP 5975 MSD

QLast Update : Thu Sep 27 12:31:49 2007

Response via : Initial Calibration

Min. RRF : 0.000 Min. Rel. Area : ©50% Max. R.T. Dev 0.33min

Max. RRF Dev : 30% Max. Rel. Area : 200%

Compound AVgRF CCRF $Dev Area% Dev (min)

39 T Isopropyl Acetate 0.230 0.230 0.0 102 ~-0.01
40 T 1-Butanol 0.360 0.353 1.9 88 0.00
41 T Benzene 1.121 1.008 10.1 104 0.00
42 T Carbon Tetrachloride 0.438 0.391 10.7 98 0.00
43 T Cyclohexane 0.433 0.393 9.2 103 0.00
44 T tert-Amyl Methyl Ether 0.770 0.695 9.7 98 0.00
45 T 1,2-Dichloropropane 0.373 0.342 8.3 101 0.00
46 T Bromodichloromethane 0.368 0.335 9.0 98 0.00
47 T Trichloroethene 0.339 0.295 13.0 100 0.00
48 T 1,4-Dioxane 0.212 0.203 4.2 100 0.00
49 T Isooctane 1.747 1.615 7.6 102 0.00
50 T Methyl Methacrylate 0.119 0.116 2.5 101 0.00
51 T n-Heptane 0.284 0.264 7.0 104 0.00
52 T cis-1,3-Dichloropropene 0.462 0.436 5.6 101 0.00
53 T 4 -Methyl-2-pentanone 0.411 0.372 9.5 97 0.00
54 T trans-1,3-Dichloropropene 0.417 0.396 5.0 99 0.00
55 T 1,1,2-Trichloroethane 0.288 0.263 8.7 101 0.00
56 I Chlorobenzene-d5 (IS3) 1.000 1.000 0.0 106 0.00
57 S Toluene-d8 (S82) 2.230 2.254 -1.1 108 0.00
58 T Toluene 2.733 2.452 10.3 101 0.00
59 T 2 -Hexanone 2.333 1.950 16.4 90 0.00
60 T Dibromochloromethane 0.790 0.728 7.8 99 0.00
61 T 1,2-Dibromoethane 0.783 0.726 7.3 100 0.00
62 T Butyl Acetate 2.315 2.067 10.7 90 0.00
63 T n-Octane 0.841 0.775 7.8 99 0.00
64 T Tetrachloroethene 0.891 0.805 9.7 100 0.00
65 T Chlorobenzene 1.927 1.745 9.4 100 0.00
66 T Ethylbenzene 3.149 2.846 8.6 100 0.00
67 T m- & p-Xylene 2.017 1.824 9.6 99 0.00
68 T Bromoform 0.592 0.567 4.2 99 0.00
69 T Styrene 2.050 1.841 10.2 97 0.00
70 T o-Xylene 2.218 1.976 10.9 9% 0.00
71 T n-Nonane 1.996 1.739 12.9 94 0.00
72 T 1,1,2,2-Tetrachloroethane 0.947 0.921 2.7 101 0.00
73 S Bromofluorobenzene (SS3) 0.934 0.951 -1.8 107 0.00
74 T Cumene 3.141 2.907 7.4 99 0.00
75 T alpha—Pinene 1.553 1.392 10.4 95 0.00
76 T n-Propylbenzene 3.616 3.407 5.8 99 0.00

R13092607.M Fri Oct 19 13:30:20 2007 ( il Page: 2



Evaluate Continuing Calibration Report

Data Path : J:\MSI13\DATA\2007_10\19\
Data File : 10190701.D

Acg On : 19 Oct 2007 9:29
Operator : CH

Sample : 25ng TO-15 CCV STD

Misc . $20-10090701/520-09260706
ALS Vial = 1 Sample Multiplier: 1

Quant Time: Oct 19 13:28:50 2007

Quant Method : J:\MS13\METHODS\R13092607.M

Quant Title : TO-15 Tekmar AutoCan/HP 6890/HP 5975 MSD
OLast Update : Thu Sep 27 12:31:49 2007

Response via : Initial Calibration

Min. RRF : 0.000 Min. Rel. Area : ©50% Max. R.T. Dev 0.33min
Max. RRF Dev : 30% Max. Rel. Area : 200%
Compound AvgRF CCRF $Dev Area% Dev (min)
77 T 3-Ethyltoluene 3.340 3.105 7.0 99 0.00
78 T 4-Ethyltoluene 3.128 2.802 10.4 98 0.00
79 T 1,3,5-Trimethylbenzene 2.744 2.472 9.9 97 0.00
80 T alpha-Methylstyrene 1.487 1.226 17.6 85 0.00
81 T 2-Ethyltoluene 3.316 3.073 7.3 9% 0.00
82 T 1,2,4-Trimethylbenzene 2.741 2.462 10.2 97 0.00
83 T n-Decane 2.124 1.915 .8 97 0.00
84 T Benzyl Chloride 2.121 2.152 -1.5 98 0.00
85 T 1,3-Dichlorobenzene 1.739 1.594 8.3 99 0.00
86 T 1,4-Dichlorobenzene 1.680 1.564 6.9 100 0.00
87 T sec-Butylbenzene 3.590 3.326 7.4 98 0.00
gg T p-Isopropyltoluene 2.880 2.654 7.8 98 0.00
89 T 1,2,3-Trimethylbenzene 2.666 2.445 8.3 97 0.00
90 T 1,2-Dichlorobenzene 1.602 1.475 7.9 100 0.00
91 T d-Limonene 0.962 0.751 21.9 81 0.00
92 T 1,2-Dibromo-3-Chloropropane 0.513 0.556 -8.4 101 0.00
93 T n-Undecane 2.235 2.072 7.3 97 0.00
94 T 1,2,4-Trichlorobenzene 1.281 1.192 6.9 102 0.00
95 T Naphthalene 3.501 3.527 -0.7 98 0.00
%6 T n-Dodecane 2.182 2.065 5.4 95 0.00
87 T Hexachloro-1,3-butadiene 0.778 0.744 4.4 101 0.00
(#) = Out of Range SPCC's out = 0 CCC's out = 0
40
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Evaluate COIILLIIIULIY LadliliLldallull NTpul o

Data Path : J:\MSlB\DATA\ZOO7_lO\l9\
Data File : 10190705.D

Acg On : 19 Oct 2007 12:45
Operator : CH

Sample : 1lng TO-15 CRQL std

Misc . S20-10090701/S20-09250711
ALS Vial : 1 Sample Multiplier: 1

Quant Time: Oct 19 13:35:49 2007
Quant Method : J:\MSlB\METHODS\R13092607.M

Quant Title : TO-15 Tekmar AutoCan/HP 6890/HP 5975 MSD

QLast Update : Thu Sep 27 12:31:49 2007

Response via : Initial Calibration '

Min. RRE : 0.000 Min. Rel. Area : 50% Max. R.T. Dev 0.33min
Max. RRF Dev : 30% Max. Rel. Area : 200%

Compound AVgRF CCRF $Dev Area% Dev(min)

1 IR Bromochloromethane (IS1) 1.000 1.000 0.0 112 -0.02
2 T Propene 1.993 1.927 3.3 86 0.00
3.7 Dichlorodifluoromethane 2.778 2.591 6.7 90 0.00
4 T Chloromethane 3.730 3.401 8.8 91 0.00
5 T Freon 114 1.256 1.413 -12.5 107 0.01
6 T Vinyl Chloride 2.628 2.607 0.8 101 0.00
7T 1,3-Butadiene 2.430 2.277 6.3 97 0.00
8 T Bromomethane 1.160 1.167 -0.6 105 0.00
9 T Chloroethane 1.256 1.195 4.9 96 0.00
10 T Ethanol 1.385 1.349 2.6 103 -0.05
11 T Acetonitrile 3.620 3.252 10.2 89 -0.02
12 T Acrolein 1.180 0.990 16.1 88 -0.01
13 T Acetone 1.689 1.959 -16.0 114 -0.01
14 T Trichlorofluoromethane 2.190 2.075 5.3 99 0.00
15 T Isopropanol 4.648 5.132 -10.4 93 -0.03
16 T Acrylonitrile 2.812 2.446 13.0 87 -0.02
17 T 1,1-Dichloroethene 1.289 1.176 8.8 97 0.00
18 T tert-Butanol 3.967 4.086 -3.0 94 -0.03
19 T Methylene Chloride 1.375 1.325 3.6 96 -0.02
20 T Allyl Chloride 2.619 2.313 11.7 93 -0.01
21 T Trichlorotrifluocroethane 1.317 1.178 10.6 90 0.00
22 T Carbon Disulfide 5.394 5.084 5.7 101 0.00
23 T trans-1,2-Dichloroethene 2.656 2.388 10.1 93 -0.02
24 T 1,1-Dichloroethane 2.685 2.575 4.1 100 -0.02
25 T Methyl tert-Butyl Ether 3.633 3.178 12.5 97 0.00
26 T Vinyl Acetate : 0.186 0.132 29.0 111 -0.02
27 T 2-Butanone ' 0.866 0.842 2.8 101 -0.01
28 T cig-1,2-Dichloroethene 2.406 2.178 9.5 94 -0.02
29 T Diisopropyl Ether 1.058 0.970 8.3 90 -0.01
30 T Ethyl Acetate 0.618 0.595 3.7 98 -0.01
31 T n-Hexane 3.326 2.796 15.9 86 -0.01
32 7T Chloroform 1.846 1.752 5.1 99 -0.03
33 S 1,2—Dichloroethane—d4(SSl) 1.586 1.592 -0.4 107 -0.02
34 T Tetrahydrofuran 0.844 0.776 8.1 98 0.00
35 T Ethyl tert-Butyl Ether 1.526 1.338 12.3 92 -0.01
36 T 1,2-Dichloroethane 2.224 1.945 12.5 87 -0.02
37 IR 1,4-Difluorobenzene (IS2) 1.000 1.000 0.0 109 -0.01
38 T 1,1,1-Trichloroethane 0.468 0.406 13.2 80 -0.01
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pvaltuate COIlLLIIULLY Lalllidlliwll NSl o

Data Path : J:\MS13\DATA\2007_10\19\
Data File : 10190705.D

Acg On : 19 Oct 2007 12:45
Operator : CH

Sample : 1lng TO-15 CRQL Std

Misc : S20-10090701/820-09250711
ALS Vial = 1 Sample Multiplier: 1

Quant Time: Oct 19 13:35:49 2007
Quant Method : J:\MS13\METHODS\R13092607.M

Quant Title : TO-15 Tekmar AutoCan/HP 6890/HP 5975 MSD

QLast Update : Thu Sep 27 12:31:49 2007

Response via : Initial Calibration

Min. RRF : 0.000 Min. Rel. Area : 50% Max. R.T. Dev 0.33min
Max. RRF Dev : 30% Max. Rel. Area : 200%

Compound AvgRF CCRF $Dev Area% Dev(min)

39 T Isopropyl Acetate 0.230 0.221 3.9 93 -0.02
40 T 1-Butanol 0.360 0.359 0.3 100 0.00
41 T Benzene 1.121 1.085 3.2 97 -0.02
42 T . Carbon Tetrachloride 0.438 0.375 14 .4 91 -0.02
43 T Cyclohexane 0.433 0.397 8.3 93 -0.01
44 T tert-Amyl Methyl Ether 0.770 0.670 13.0 89 -0.01
45 T 1,2-Dichloropropane 0.373 0.347 7.0 g2 -0.01
46 T Bromodichloromethane 0.368 0.324 12.0 88 -0.01
47 T Trichloroethene 0.339 0.324 4.4 94 -0.01
48 T 1,4-Dioxane ' 0.212 0.203 4.2 93 -0.01
49 T Isococtane 1.747 1.632 6.6 93 0.00
50 T Methyl Methacrylate 0.119 0.110 7.6 94 -0.01
51 T n-Heptane 0.284 0.258 9.2 89 -0.01
52 T cis-1,3-Dichloropropene 0.462 0.413 10.6 93 0.00
53 T 4-Methyl-2-pentanone 0.411 0.361 12.2 89 0.00
54 T trans-1,3-Dichloropropene 0.417 0.370 11.3 92 0.00
55 T 1,1,2-Trichloroethane 0.288 0.260 9.7 91 -0.01
56 I Chlorobenzene-d5 (IS3) 1.000 1.000 0.0 110 0.00
57 S Toluene-d8 (SS2) 2.230 2.240 -0.4 110 -0.01
58 T Toluene 2.733 2.632 3.7 96 -0.01
59 T 2-Hexanone 2.333 2.008 13.9 86 0.00
60 T Dibromochloromethane 0.790 0.683 13.5 87 0.00
61 T 1,2-Dibromoethane 0.783 0.707 9.7 92 -0.01
62 T Butyl Acetate 2.315 1.961 15.3 81 0.00
63 T n-Octane 0.841 0.795 5.5 92 0.00
64 T Tetrachloroethene 0.891 0.831 6.7 94 0.00
65 T Chlorobenzene 1.927 1.825 5.3 95 0.00
66 T Ethylbenzene 3.149 2.949 6.4 94 0.00
67 T m- & p-Xylene 2.017 1.898 5.9 92 -0.01
68 T Bromoform 0.592 0.524 11.5 93 -0.01
69 T Styrene 2.050 1.830 10.7 92 0.00
70T o-Xylene 2.218 2.086 6.0 94 0.00
71 T n-Nonane 1.996 1.789% 10.4 86 0.00
72 T 1,1,2,2-Tetrachloroethane 0.947 0.859 9.3 95 0.00
73 S Bromofluorobenzene (SS3) 0.934 0.949 -1.6 112 0.00
74 T Cumene 3.141 3.025 3.7 94 0.00
75 T alpha-Pinene 1.553 1.437 7.5 93 0.00
76 T n-Propylbenzene 3.616 3.463 4.2 91 0.00

R13092607.M Fri Oct 19 13:36:55 2007



Evaluate CONUIIULIY LdllDLdllull Repul o

Data Path : J:\MS13\DATA\2007_ 10\19\
Data File : 10190705.D

Acg On : 19 Oct 2007 @ 12:45
Operator : CH

Sample : 1ng TO-15 CRQL Std

Misc : 820-10090701/S20-09250711
ALS Vvial = 1 Sample Multiplier: 1

Quant Time: Oct 19 13:35:49 2007
Quant Method : J:\MS13\METHODS\R13092607.M

Quant Title : TO-15 Tekmar AutoCan/HP 6890/HP 5975 MSD
QLast Update : Thu Sep 27 12:31:49 2007
Response via : Initial Calibration
Min. RRF : 0.000 Min. Rel. Area : ©50% Max. R.T. Dev 0.33min
Max. RRF Dev : 30%  Max. Rel. Area : 200%
Compound AVgRF CCRF $Dev Area% Dev(min)

77 T 3-Ethyltoluene 3.340 3.115 6.7 93 0.00
78 T 4-Ethyltoluene 3.128 2.991 4.4 94 0.00
79 T 1,3,5-Trimethylbenzene 2.744 2.569 6.4 g2 -0.01
80 T alpha-Methylstyrene 1.487 1.383 7.0 93 0.00
81 T 2-Ethyltoluene 3.316 3.184 4.0 92 0.00
82 T 1,2,4-Trimethylbenzene 2.741 2.669 2.6 94 0.00
83 T n-Decane 2.124 1.966 7.4 91 0.00
84 T Benzyl Chloride 2.121 1.910 9.9 94 0.00
85 T 1,3-Dichlorobenzene 1.739 1.644 5.5 93 -0.01
86 T 1,4-Dichlorobenzene 1.680 1.627 3.2 94 0.00
87 T sec-Butylbenzene 3.590 3.371 6.1 88 0.00
88 T p-Isopropyltoluene 2.880 2.744 4.7 91 0.00
89 T 1,2,3-Trimethylbenzene 2.666 2.493 6.5 91 0.00
90 T 1,2-Dichlorobenzene 1.602 1.526 4.7 92 0.00
91 T d-Limonene 0.962 0.904 6.0 S0 0.00
92 T 1,2-Dibromo-3-Chloropropane 0.513 0.468 8.8 95 0.00
93 T n-Undecane 2.235 2.090 6.5 90 0.00
94 T 1,2,4-Trichlorobenzene 1.281 1.086 15.2 94 0.00
95 T Naphthalene 3.501 3.506 -0.1 107 0.00
96 T n-Dodecane 2.182 1.946 10.8 51 0.00
97 T Hexachloro-1,3-butadiene 0.778 0.739 5.0 92 0.00

(#) = Out of Range SPCC's out = 0 CCC's out = 0

R13092607.M Fri Oct 19 13:36:55 2007 Wk Page: 3
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Data Path : J:\MS13\DATA\2007 10\19\
Data File : 10190715.D

Acg On : 19 Oct 2007 19:40
Operator : CH

Sample : 25ng TO-15 CCV STD

Misc : 820-10090701/820-09260706
ALS Vial : 1 Sample Multiplier: 1

Quant Time: Oct 22 09:42:53 2007
Quant Method : J:\MS13\METHODS\R13092607 .M

Quant Title : TO-15 Tekmar AutoCan/HP 6890/HP 5975 MSD

QLast Update : Thu Sep 27 12:31:49 2007

Response via : Initial Calibration

Min. RRF : 0.000 Min. Rel. Area : 50% Max. R.T. Dev 0.33min
Max. RRF Dev : 30% Max. Rel. Area : 200%

Compound AVvgRF CCRF $Dev Area% Dev(min)

1 IR Bromochloromethane (IS1) 1.000 1.000 0.0 113 0.00

2 T  Propene 1.993 1.632 18.1 98 0.00 "

37 Dichlorodifluoromethane 2.778 2.309 16.9 100 0.00

4 T Chloromethane 3.730 3.135 16.0 102 0.00

5 T Freon 114 1.256 1.167 7.1 111 0.00

6 T Vinyl Chloride 2.628 2.437 7.3 115 0.00

7 T 1,3-Butadiene 2.430 2.176 10.5 103 0.00

g8 T Bromomethane 1.160 1.115 3.9 110 0.00

S T Chloroethane 1.256 1.159 7.7 108 0.00
10 T Ethanol 1.385 1.279 7.7 102 -0.02
11 T Acetonitrile 3.620 3.203 11.5 97 -0.01
12 7 _Acrolein 1.180 1.128 4.4 102 -0.01
13 T Acetone 1.689 1.515 10.3 115 -0.01
14 T Trichlorofluoromethane 2.190 1.897 13.4 102 0.00
15 T Isopropanol 4.648 4.233 8.9 97 -0.01
16 T Acrylonitrile 2.812 2.669 5.1 100 0.00
17 T 1,1-Dichloroethene 1.289 1.185 8.1 108 0.00
18 T tert-Butanol 3.967 3.672 7.4 98 -0.01
19 T Methylene Chloride 1.375 1.245 9.5 107 0.00
20 T Allyl Chloride 2.619 2.377 9.2 98 0.00
21 T Trichlorotrifluoroethane 1.317 1.134 13.9 107 0.00
22 T Carbon Disulfide 5.394 4.878 9.6 108 0.00
23 T trans-1,2-Dichloroethene 2.656 2.377 10.5 103 0.00
24 T 1,1-Dichloroethane 2.685 2.426 9.6 107 0.00
25 T Methyl tert-Butyl Ether 3.633 3.244 10.7 103 0.00
26 T Vinyl Acetate 0.186 0.254 636.6#1129 0.00
27 T 2-Butanone 0.866 0.847 o2 109 0.00
28 T cis-1,2-Dichloroethene 2.406 2.157 10.3 104 0.00
29 T Diisopropyl Ether 1.058 0.952 10.0 104 0.00
30 T Ethyl Acetate 0.618 0.573 7.3 106 0.00
31 T n-Hexane 3.326 2.659 20.1 S8 0.00
32 T Chloroform 1.846 1.635 11.4 106 0.00
33 8 1,2-Dichloroethane-d4 (SS1) 1.586 1.513 4.6 107 0.00
34 T Tetrahydrofuran 0.844 0.803 4.9 108 0.00
35 T Ethyl tert-Butyl Ether 1.526 1.380 9.6 102 0.00
36 T 1,2-Dichlorocethane 2.224 1.888 15.1 99 0.00
37 IR 1,4-Difluocrobenzene (IS2) 1.000 1.000 0.0 110 0.00
38 T 1,1,1-Trichloroethane 0.468 0.395 15.6 99 0.00

R12092607.M Mon Oct 22 09:44:20 2007 ‘ 4 Page: 1
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Data Path : J:\MSlB\DATA\ZOO7mlO\19\
Data File : 10190715.D

Acg On : 19 Oct 2007 19:40
Operator : CH

Sample : 25ng TO-15 CCV STD

Misc : 820-10090701/820-09260706
ALS Vial : 1 Sample Multiplier: 1

Quant Time: Oct 22 09:42:53 2007
Quant Method : J:\MSlB\METHODS\RlBO92607.M

Quant Title . TO-15 Tekmar AutoCan/HP 6890 /HP 5975 MSD

QLast Update : Thu Sep 27 12:31:42 2007

Response via : Initial Calibration

Min. RRF : 0.000 Min. Rel. Area : 50% Max. R.T. Dev 0.33min
Max. RRF Dev : 30% Max. Rel. Area : 200%

Compound AvgRF CCRF $Dev Area% Dev(min)

39 T Isopropyl Acetate 0.230 0.230 0.0 105 0.00
40 T 1-Butanol 0.360 0.351 2.5 90 0.00
41 T Benzene 1.121 1.014 9.5 107 0.00
42 T Carbon Tetrachloride 0.438 0.384 12.3 99 0.00
43 T Cyclohexane 0.433 0.397 8.3 107 0.00
44 T tert-Amyl Methyl Ether 0.770 0.695 9.7 101 0.00
45 T 1,2-Dichloropropane 0.373 0.345 7.5 105 0.00
46 T Bromodichloromethane 0.368 0.334 9.2 101 0.00
47 T Trichloroethene 0.339 0.294 13.3 103 0.00
48 T 1,4-Dioxane 0.212 0.207 2.4 105 0.00
49 T Isooctane 1.747 1.578 9.7 102 0.00
50 T Methyl Methacrylate 0.119 0.117 1.7 104 0.00
51 T n-Heptane 0.284 0.266 6.3 108 0.00
52 T cis-1,3-Dichloropropene 0.462 0.439 5.0 104 0.00
53 T 4 -Methyl-2-pentanone 0.411 0.370 10.0 99 0.00
54 T trans-1,3-Dichloropropene 0.417 . 0.397 4.8 101 0.00
55 T 1,1,2-Trichloroethane 0.288 0.266 7.6 105 0.00
56 T Chlorobenzene-ds (IS3) 1.000 1.000 0.0 109 0.00
57 S Toluene-d8 (SS2) 2.230 2.264 -1.5 111 0.00
58 T Toluene 2.733 2.473 9.5 105 0.00
59 T 2 -Hexanone 2.333 1.8998 18.6 90 0.00
60 T Dibromochloromethane 0.790 0.727 8.0 101 0.00
61 T 1,2-Dibromoethane 0.783 0.732 6.5 103 0.00
62 T Butyl Acetate 2.315 2.008 13.3 90 0.00
63 T n-Octane 0.841 0.764 9.2 100 0.00
64 T Tetrachloroethene 0.891 0.805 9.7 103 0.00
65 T Chlorobenzene 1.927 1.764 8.5 104 0.00
66 T Ethylbenzene 3.149 2.861 9.1 103 0.00
67 T m- & p-Xylene 2.017 1.842 8.7 103 0.00
68 T Bromoform 0.592 0.566 4 .4 101 0.00
69 T Styrene 2.050 1.859 9.3 101 0.00
70 T o-Xylene- 2.218 1.982 10.6 102 0.00
71 T n-Nonane 1.996 1.696 15.0 94 0.00
72 T 1,1,2,2-Tetrachloroethane 0.947 0.940 0.7 106 0.00
73 S Bromofluorobenzene (SS3) 0.934 0.954 -2.1 110 0.00
74 T Cumene 3.141 2.912 7.3 102 0.00
75 T alpha-Pinene 1.553 1.403 9.7 98 0.00
76 T n-Propylbenzene 3.616 3.418 5.5 102 0.00

R13092607.M Mon Oct 22 09:44:20 2007 1 o Page: 2



Data Path : J:\MSlB\DATA\ZOO7wlO\l9\

Data File : 10190715.D

Acg On : 19 Oct 2007 19:40

Operator : CH

Sample : 25ng TO-15 CCV STD

Misc : 520-10090701/820-09260706

ALS Vial : 1 Sample Multiplier: 1

Quant Time: Oct 22 09:42:53 2007

Quant Method : J:\MS13\METHODS\R13092607.M

Quant Title : TO-15 Tekmar AutoCan/HP 6890/HP 5975 MSD

QLast Update : Thu Sep 27 12:31:49 2007

Responge via : Initial Calibration

Min. RRF : 0.000 Min. Rel. Area : 50% Max. R.T. Dev 0.33min
Max. RRF Dev : 30% Max. Rel. Area : 200%

Compound AvgRF CCRF $Dev Area% Dev(min)
77 T 3-Ethyltoluene 3.340 3.142 5.9 103 0.00
78 T 4-Ethyltoluene 3.128 2.825 9.7 101 0.00
79 T 1,3,5-Trimethylbenzene 2.744 2.504 8.7 101 0.00
80 T alpha—Methylstyrene 1.487 1.234 17.0 87 0.00
81 T 2-Bthyltoluene 3.316 3.093 6.7 102 0.00
82 T 1,2,4- Trlmethylbenzene 2.741 2.486 9.3 101 0.00
83 T n-Decane 2.124 1.904 10.4 99 0.00
84 T Benzyl Chloride 2.121 2.155 -1.6 100 0.00
85 T 1,3-Dichlorobenzene 1.739 1.597 8.2 102 0.00
86 T 1,4-Dichlorocbenzene 1.680 1.565 6.8 102 0.00
87 T sec-Butylbenzene 3.590 3.341 6.9 101 0.00
88 T p-Isopropyltoluene 2.880 2.653 7.9 101 0.00
89 T 1,2,3-Trimethylbenzene 2.666 2.447 8.2 100 0.00
S0 T 1,2-Dichlorobenzene 1.602 1.474 8.0 103 0.00
91 T d-Limonene 0.962 0.762 20.8 85 0.00
92 T 1,2-Dibromo-3-Chloropropane 0.513 0.562 -9.6 105 0.00
93 T n-Undecane 2.235 2.044 8.5 o8 0.00
94 T 1,2,4- Trlchlorobenzene 1.281 1.197 6.6 105 0.00
95 T Naphthalene 3.501 3.502 -0.0 100 0.00
96 T n-Dodecane 2.182 2.023 7.3 95 0.00
97 T Hexachloro-1,3-butadiene 0.778 0.735 5.5 102 0.00
(#) = Out of Range SPCC's out = 0 CCC's out = 0
/fx
i \””L/ 46
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 1

Client: TRC
Client Project ID: WDI

CAS Project ID: P2703202

Internal Standard Area and RT Summary

Test Code: EPA TO-15 Modified
Instrument ID: Tekmar AUTOCAN/Agilent 5975Binert/6890N/MS13 Lab File ID: 10190701.D
Analyst: Chaney Humphrey Date Analyzed: 10/19/07
Sampling Media: Summa Canister(s) Time Analyzed: 09:29
Test Notes:
IS1 BCM) IS2 (DFB) IS3 (CBZ)
AREA # RT # AREA # RT # AREA # RT #
24 Hour Standard 318065 12.59 1500068 15.52 665365 21.36}
Upper Limit 445291 12.92 2100095 15.85 931511 21.69
Lower Limit 190839 12.26 900041 15.19 399219 21.03
Client Sample ID
01  Method Blank 313653 12.58 1511480 15.51 661906 21.36
02 Lab Control Sample 317160 12.60 1524454 15.53 661085 21.36
03 Duplicate Lab Control Sample 321935 12.59 1533784 15.53 668625 21.36
04 WDI-IBM-21-10-12-07-SC 318445 12.59 1531761 15.52 672228 21.36
05 WDI-IBM-21-10-12-07 325514 12.58 1577225 15.51 682587 21.36
06 WDI-IBM-03-10-13-07 323886 12.59 1557002 15.52 682831 21.36
07 WDI-IBM-03-10-13-07-SC 324711 12.59 1556816 15.52 685553 21.36
08 WDI-IBM-32-10-13-07 315881 12.58 1554961 15.52 676894 21.36
09
10
11
12
13
14
15
16
17
18
19
20
IS1 (BCM) = Bromochloromethane
IS2 (DFB) = 1,4-Difluorobenzene
IS3 (CBZ) = Chlorobenzene-d5
AREA UPPER LIMIT = 140% of internal standard area
AREA LOWER LIMIT = 60% of internal standard area
RT UPPER LIMIT = 0.33 minutes of internal standard RT
RT LOWER LIMIT = 0.33 minutes of internal standard RT
# Column used to flag values outside QC limits with an asterisk.
* Values outside of QC limits.
Verified By: Yoo Date: [ Dl Llo 47
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ent

/0\77{' '(v/ T,
) (st ﬁ,il’/ﬁ"‘

liorars b 1y

1 Date/Time | Fiie Name | Sample U viisc into | vperator | vial | womment
T | o207 3:06 | 092107210 Blank (100mI) System Check CH 1 -
22| 922107 3:50 | 08210722.0 New 1.0L Can SPS (400ml) Cleaned and Filled 9/20/07 CH 13 o
'; 9/22/07 4:36 | 09210723.D Can #1 (1000mi) Sonicated Valve CH 14 - T
;;; 9/22/07 5:23 | 09210724.D Can #2 (jOOOmI) New V?E/i CH 15 —
- i‘,-j— /24107 ©:24 | 09240701.D 5ng TO-15 CCV STD $15-00100703/515-08240714 CH U P w,f_* e
" 2| 9/24/07 10:19 | 09240702.D 0.5ng TO-15 RL Check $15-00100703/515-08240714 CH U Wit thaed o -
3 | 9/24/07 11:02 | 09240703.D 25ng TO-15 MAPH CCV STD $15-09100703/515-08290702 CH 3 | Bees -
""" 4 0/24/07 12:20 | 09240704.D CAS QC5 9/17/07 (1000ml) AC00786 CH 5 e L7 f?//‘V\[H e
5 | 9/24/07 13112 | 09240705.D 25ng TO-15 LCS $15-09100703/S15-08230705 CH 2 | s e
9/24/07 14:12 | 09240706.D 25ng TO-15 MAPH LCS $15-09100703/S15-08290704 CH 4 P T
9/24/07 15:12 | 09240707.D P2702912-001 (100ml) (Y CH 8 [ZM G I J%J . R/
9/24/07 16:02 | 09240708.D P2702912-001 (1000mi) P L T CH 8 ’ L
9/24/07 16:56 | 09240709.D P2702912-001 Dup (1000mI) P T CH 8 e o Do | -
9/24/07 18:00 | 09240710.D Blank (100mi) System Check CH 1 e —
9/25/07 9:30 | 09250701.0 5ng TO-15 CCV STD $15-09100703/S15-08240714 cH | biss o o
T 2| 9/25007 10:47 | 09250702.0 0.5ng TO-15 RL Check $15-09100703/515-08240714 cH s T
T 3| 9/25/07 12:02 | 09250703.D QC CAN/ FC / Gauge (1000mt) SC00049 / 8Y-0.5-135 / AVG00356 CH 3t Ew; e
4| 9126007 1313 | 092507040 QC CAN / FC/ Gauge (1000mi) SC00916 / 6V-0.5-100 / AVGO0GST CH sl .
"7 5| 9/25/07 14:16 | 09250705.D Method Blank (1000mi} $15-09100703 cH | U4 e 4@ e
T 6| 9/25/07 14:59 | 09250706.D Blank (100ml) System Check CH 1 T
T 7| or2sio7 15:46 | 09250707.D 0.5ng TO-15 STD Check $15-09100703/S15-09250711 CH 1 . S
T 8| 92507 17:29 | 09250708.D QC CAN / COA / Gauge (1000mi) SCO0900 / 6V-0.5-035 / AVGO0667 CH 2 {/}L ic ) o
T 9| 912507 18:16 | 09250706.D|  QC CAN/COA/ Gauge (1000mi) SCO0434 / 6Y-0.5-084 / AVGOO704 | CH s |l B
70| 912507 19:03 | 09250710.0 QC CAN / COA / Gauge (1000ml) SC00411 / 6Y-0.5-062 / AVGO0617 CH. i B
T 11| 912507 19:50 | 09250711.D QC CAN / COA / Gauge (1000ml) SC00548 / 6V-0.5-036 / AVG00208 CH 5 | s (any i Fn Wj@ B
T 12| 912507 20:37 | 09250712.D QC CAN / COA / Gauge (1000mi) SC00298 / 6V-0.5-004 / AVGO0674 CH 6 ﬁu// o '&{gmﬁ
13 972507 21:24 | 09250713.0 QC CAN / COA / Gauge (1000mi) SC00414 / 6Y-0.5-093 / AVG00160 CH 7 ij T
14| 92507 22:11 | 09250714.D QC CAN / COA / Gauge (1000ml) SC00886 / 6V-0.5-013 / AVG00586 CH 8 | fusc - T
" 45| o507 22:57 | 09250715.0 QC CAN / COA / Gauge (1000mi) SC00093 / 6V-0.5-083 / AVGO0646 CH o | Eul o o
‘,’ 16| 9/25/07 23:44 | 09250716.D QC CAN / COA / Gauge (1000ml) SC00577 / 6V-0.5-142 / AVG008B57 CH 10 ﬂ{ﬁ T
..... 17| er2si070:31 | 092507470 QC CANJ COA/ Gauge (1000ml) SC00459 / BY-0.5-092 / AVG00862 | CH 13 | fle S
“wm 9126/07 1118 | 09250718.0]  QC CAN/COA / Gauge (1000mi) | SC00503/ 6V-0.5-075/ AVG00892 | CH 2 |\ f T
&lji §/26/07 2:05 | 09250719.D QC CAN / COA / Gauge (1000ml) SC00189 / 6V-0.5-047 / AVGOO556 CH 4| B T i
,j_ | 9/26/07 2:52 | 09250720.0 New 6L Can J. Simmons (1000mi) Cleaned 9/21/07  Filled 9/24/07 CH 15 T .
1 9126107 9:47 | 09260701 D 1.0ng TO-15 STD Check $20-09100703/S20-09250711 CH 1 -
2| 928007 10:36 | 09260702.0 0.1ng TO-15 STD Check $20-09100703/S20-09250705 CH 16
L. 3| 912607 11:25 | 09260703.0 1.0ng TO-15 STD Check $20-09260707/520-09250705 CH 16
4| w2607 12147 | 09260704.D 5ng TO-15 STD Check $20-09260707/S20-09260706 CH 1
5| 926007 13:07 | 09260705.D Blank (100ml) System Check CH 1
6 | 9/26/07 13:51 | 09260706.D Bank (100mil) System Check CH 1
/26/07 14:42 | 09260707.D 25ng TO-15 BFB $20-09260707 CH 1
~. B | 926007 15:25 | 09260708.0 0.1ng TO-15 ICAL STD §20-08260767/S20-09250705 CH 16 )

48



Date/Time | File Name

Misc info

I Operator‘ Vial l Comment

Sample ID

9 | 9/26/07 16:08 | 09260709.D 0.5ng TO-15 [CAL STD $20-08260707/520-09250705 CH 16
10| ©/26/07 16:52 | 09260710.D 1ng TO-15 ICAL STD $20-08260707/520-09250711 CH 1 . ﬁv’zi’m ‘7 ~/ ~
) (11| 9/26/07 17:35 | 09260711.D 5ng TO-151ICAL STD S$20-09260707/520-092507 11 CH 1 ot S}vf‘r':‘\:nu {
- ; 12| 9/26/07 18:19 | 09260712.D 25ng TO-151CAL STD S$20-09260707/S20-09260706 CH 1 ( Lo -0/‘
‘ 13| 9/26/07 19:02 | 08260713.D 50ng TO-15 ICAL STD §20-09260707/520-09260706 CH 1 Ao "}(
“i44| 9/26/07 19:45 | 09260714.D 100ng TO-15 ICAL STD 820-08260707/520-09260706 CH 1
7?5 9/26/07 20:28 | 08260715.0D 26ng TO-16 ICV $20-08260707/S20-09260704 ‘ CH 2 é'bﬁ{ <

Y TTTTEr 7 e
y
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14§ 10/19/07 18:59 mgom,o‘

P2703202-005 (1000mi}

) A_D;;;/'WTE: "File Name Sample lD Misc Info Operator | Vial Commen{‘._

"4 | 1or18/07 9:28 | 10180701.D 5ng TO-15 CCV STD $20-10090701/520-08250711 CH T Pes ek
2 | 10/18/07 10:26 | 10180702.D Method Biank (1000ml) $20-10090701 CH | s “\«
3 | 10/18/07 11:14 | 10180703.D 25ng TO-15 LCS $20-10090701/320-10020704 CH 2 e o \\
4 | 10/18/07 12:08 | 10180704.D P2703175-001 (0.10ml) s CH 1 N N
5 | 10/18/07 12:59 | 10180705.D P2703175-001 Dup (0.10mi) re— S 1l ol g e

. 6| 10/18/07 13:40 10180706.D P2703204-004 (35ml) PR Y cH 5 | —

7| 10/18/07 14:20 | 10180707.D P2703204-004 Dil (7.0ml} L T T Y CH 1 | *\_'

"4 g | 10/18/07 15:01 | 10180708.D P2703204-005 (20mi) [ o e CH 1 1 —
9o | 10/18/07 15:42 | 10180709.D P2703204-001 (10mf) o CcH 1 '\ N :
£10] 10/18/07 16:23 | 10180710.D P2703209-001 (4.0ml) TR CH 1 i —
11| 10/18/07 17:09 | 10180711.D P2703209-002 (25ml) SRR CH 5 ! e
12| 10/18/07 17:55 | 10180712.D P2703204-003 Dil (100ml) R CH 1 0 v ff U —
13| 10/18/07 18:35 | 10180713.0 . P2703208-002 (0.075ml) R —— CH 1 Laze - s U/&&( -

x 141 10/18/07 19:16 | 10180714.D Btank (100mi} System Check CH T ~

451 10/18/07 19:57 | 10180715.D0 Blank (100ml} System Check CH 1 T

46| 10/18/07 20:40 | 10180716.D P2703204-002 (1000m1) ] CH 7 i
17| 10/18/07 21:20 | 10180717.D P2703204-002 Dil (100mt) TN CH 7 h s i 0 j/a;f;&(%

~18 | 10/18/07 22:03 | 10180718.D P2703204-008 (1000mI) SRR CH 8 T
19| 10/18/07 22:46 | 10180719.D P2703204-006 (1000mI) T O 9 T
20 10/18/07 23:27 | 10180720.D P2703204-006 Dil (100mi) e o |/, Al ”&J"%a& e
21| 10/19/07 0:10 | 10180721.D P2703177-001 (1000ml) (7 ST CH 11 ’ T
22| 10/19/07 0:51 | 10180722.D p2703177-001 Dil (100mi) [ o CH 11
23| 10/19/07 1:34 | 10180723.D P2703195-001 (1000mi) CH 10
24| 10/19/07 2:15 | 10180724.D P2703195-001 Dil (100mt) M CH 10
25| 10/19/07 2:56 | 10180725.D P2703176-001 (60ml) [ e e cH 12
26| 10/19/07 3:39 | 10180726.0 CAS QC3 10/17/07 (1000mi) AC01365 CH 13| Fs
27] 10110/07 4:22 | 10180727.0 CAS QC5 10/17/07 (1000mi) AC00932 CH 4| Ve o
28| 10/19/07 5:05 | 10180728.D CAS QC2 10/17/07 (1000m) $C00827 CH 15 p e o
29| 10/19/07 5:47 | 10180729.D CAS QC1 10/17/07 (1000ml) $C00472 CH 16 ,;i()@ 'M
1 10/1910'7"9;‘29 10196‘75’1.6’ 25n§ TO-15 CGV STD 520.10090701/320-09250706 CH | iy ot 2 B }”Wﬁj
2 | 10/19/07 10:30 | 10190702.D Method Blank (1000m!) $20-1008070% CH T e s :
3 | 10/19/07 11:14 | 10190703.D 25ng TO-15LCS $20-10080701/520-10020704 CH 2 P "M
4 | 10119/07 11:57 | 10190704.D 25ng TO-15 LCSD $20-10090704/520-10020704 CH 2 | s g Lt i -
5 | 10/19/07 12:45 | 10190705.D 1ng TO-15 CRQOL Std §20-10090701/520-09250711 CH 1 -
6 | 10/19/07 13:26 | 10190706.D P2703201-001 (60mI) cH 5
7 | 10/19/07 14:06 | 10190707.D P2703202-002 (1000m!) TRC WDI-IBM-21-10-12-07-8C (-0.5, 3.9) CH 6
8 | 10/19/07 14:47 | 10190708.D P2703201-001 (1000ml) CH 5 /"

l 9 | 10/19/07 15:30 | 10190709.D P2703204-001 Dup (1000mi) M CH 5 ‘.’3_,{,5 o D ”/

40| 10/19/07 18:10 | 10190710.D P2703201-002 (1000ml) CH 7 ! '
11 10/19/07 16:53 | 10190711.D P2703202-001 (1000mi) TRC WDI-IBM-21-10-12-07 (-3.5, 3.5) CH 8 “
12| 1019/07 17:35 | 10190712.D P2703202-003 (700ml) TRC WDI-BM-03-10-13-07 (-2.1, 3.5} CH 9 V
13! 10/19/07 18:16 | 10190713.D P2703202-004 (700mi) lmc WDIBM-03-10-13-07-5C (-3.1, 2.5) 1 CH

% \ TRC WO-BWM-32-10-13-07 (-4.0, 35}‘ CcH )

15i 10/19/07 19:40 1 10190715.D \

5ng TO-15 CCV STD

JE R ——————

ll $20-10090701/520-08260706

| orr07 9:31 | 1022
", | o207 10:21 | 1022
. m 1022
T romaro7 1342 | 1022
Tm 1022
T rorarn 1442 | 1022
5 Trorzzor 530 1022
3 Tomaro7 16:20 | 1022
TW 1022
T T 1oizoi07 18:10 | 1022
T2 | 1022107 1851 022
B B
431 10/22/07 19:31 | 10221
T4 102207 20:12 o2z
B 15| 10/22/07 20:53 | 10221
6| 10/22/07 21:33 022
17| 10722107 22:14 | 1022(
18| 10/22/07 22:55 | 1022
19| 10/22/07 23:35 | 1022(
20| 10/23/07 0:16 | 1022¢
21| 10/23/07 0:57 | 1022
221 10/23/07 1:40 | 1022
23| 10/23/07 2:23 | 1022(
|24 10123007 3:06 | 1022¢
25| 10/23/07 3:47 | 1022
126] 10123/07 4:28 | 1022(
1 | 023107 g | 1023
2 | 10/23/07 10:06 | 1023¢
13| 10/23/07 10:56 | 10231
4| 10/23/07 11:59 | 10230
5| 10/23/07 12:39 | 1023(
6 | 10/23/07 123:20 | 1023(
7 | 10/23/07 14:01 | 1023
| 8] 10723007 14:42 | 10231
10} 10/23/07 16:05 | 1023(
Lw 1023
| 12| 1023/07 17:27 o023
_E 10/23/07 18:09 | 1023¢
4 10723007 18:50 | 1023¢
| 15| 10/23/07 1e:31 | 1023
18| 10723107 20:5—@3‘(
17| 10726/07 20:56 | 1023¢




COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 1
Client: TRC
Client Sample ID: WDI-IBM-21-10-12-07 CAS Project ID: P2703202
Client Project ID: WDI CAS Sample ID: P2703202-001
Test Code: EPA TO-15 SIM Modified Date Collected: 10/12/07
Instrument ID: Tekmar AUTOCAN/Agilent 5973N/HP6890A/MS7 Date Received: 10/17/07
Analyst: Liliana Marghitoiu Date Analyzed: 10/19/07
Sampling Media:  Summa Canister Volume(s) Analyzed: 1.00 Liter(s)
Test Notes:
Container ID: ACO01102
Initial Pressure (psig): -3.5 Final Pressure (psig): 3.5
Canister Dilution Factor: 1.63
CAS # Compound Result MRL Result MRL Data
pg/m? ng/m? ppbV ppbV Qualifier
75-01-4 Vinyl Chloride ND 0.041 ND 0.016
106-93-4 1,2—Dibromoethane ND 0.041 ND 0.0053

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

Verified By:

03202VOA.SCI - Sample
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Client:
Client Sample ID:
Client Project ID:

COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 1
TRC
WDI-IBM-21-10-12-07-SC CAS Project ID
WDI CAS Sample ID

: P2703202
: P2703202-002

Test Code: EPA TO-15 SIM Modified Date Collected: 10/12/07
Instrument ID: Tekmar AUTOCAN/Agilent 5973N/HP6890A/MS7 Date Received: 10/17/07
Analyst; Liliana Marghitoiu Date Analyzed: 10/19/07
Sampling Media: ~ Summa Canister Volume(s) Analyzed: 1.00 Liter(s)
Test Notes:
Container ID: AC00665
Initial Pressure (psig): -0.5 Final Pressure (psig): 3.9
Canister Dilution Factor: 1.31
CAS # Compound Result MRL Result MRL Data
pg/m?3 png/m? ppbV ppbV Qualifier
75-01-4 Vinyl Chloride ND 0.033 ND 0.013
106-93-4 1,2-Dibromoethane ND 0.033 ND 0.0043

ND = Compound was analyzed for, but not detected

MRL = Method R

eporting Limit - The minimum quan

above the laboratory reporting limit.
ntity of a target analyte that can be confidently determined

14

ity

’Qw

Verified By:

Date: (0| 24l 07

by the referenced method.
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS

Page 1 of 1
Client: TRC
Client Sample ID: WDI-IBM-03-10-13-07 - CAS Project ID: P2703202
Client Project ID: WDI CAS Sample ID: P2703202-003
Test Code: EPA TO-15 SIM Modified Date Collected: 10/13/07
Instrument 1D: Tekmar AUTOCAN/Agilent 5973N/HP6890A/MS7 Date Received: 10/17/07
Analyst: Liliana Marghitoiu Date Analyzed: 10/19/07
Sampling Media: - Summa Canister Volume(s) Analyzed: 1.00 Liter(s)
Test Notes: '
Container ID: AC00801 ,
Initial Pressure (psig): -2.1 Final Pressure (psig): 3.5
Canister Dilution Factor: 1.44
CAS # Compound Result MRL Result MRL Data
ng/m? pg/m? ppbV ppbV Qualifier
75-01-4 Vinyl Chloride ND 0.036 ND 0.014
106-93-4 1,2-Dibromoethane ND 0.036 ND 0.0047

Verified By: *Q&,;

Date: L0 ‘/?‘) ! ‘ N

03202VOA SCI - Sample (3)
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS

Page | of 1
Client: TRC
Client Sample ID: WDI-IBM-03-10-13-07-SC CAS Project ID: P2703202
Client Project ID: WDI CAS Sample ID: P2703202-004
Test Code: EPA TO-15 SIM Modified Date Collected: 10/13/07
[nstrument ID: Tekmar AUTOCAN/Agilent 5973N/HP6890A/MS7 Date Received: 10/17/07
Analyst: Liliana Marghitoiu Date Analyzed: 10/19/07
Sampling Media: ~ Summa Canister Volume(s) Analyzed: 1.00 Liter(s)
Test Notes:
Container ID: ACO1317
Initial Pressure (psig): -3.1 Final Pressure (psig): 35
Canister Dilution Factor: 1.57
CASH# Compound Result MRL Result MRL Data
pg/m? ug/m? ppbV ppbV Qualifier
75-01-4 Vinyl Chloride ND 0.039 ND 0.015
106-93-4 1,2-Dibromoethane ND 0.039 ND 0.0051

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.

MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

Verified By:
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS

Page 1 of |
Client: TRC
Client Sample ID: WDI-IBM-32-10-13-07 CAS Project ID: P2703202
Client Project ID: WDI , CAS Sample ID: P2703202-005
Test Code: EPA TO-15 SIM Modified Date Collected: 10/13/07
Instrument ID: Tekmar AUTOCAN/Agilent 5973N/HP6890A/MS7 Date Received: 10/17/07
Analyst: - Liliana Marghitoiu Date Analyzed: 10/19/07
Sampling Media: ~ Summa Canister Volume(s) Analyzed: 1.00 Liter(s)
Test Notes:
Container ID: AC01441
Initial Pressure (psig): -4.0 Final Pressure (psig): 3.5
Canister Dilution Factor: 1.70
CAS # Compound Result MRL Result MRL Data
yg/m3 pug/m? ppbV ppbV Qualifier
75-01-4 Vinyl Chloride ND 0.043 ND 0.017
106-93-4 1,2-Dibromoethane ND 0.043 ND 0.0055
ND = Compound was analyzed for, but not detected above the laboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.
Verified By: Yoo Date:_| 012 Lo 55
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 1
Client: TRC
Client Sample ID: Method Blank CAS Project ID: P2703202
Client Project ID: WDI CAS Sample ID: P071019-MB
Test Code: EPA TO-15 SIM Modified Date Collected: NA
Instrument ID: Tekmar AUTOCAN/Agilent 5973N/HP6890A/MS7 Date Received: NA
Analyst: Liliana Marghitoiu Date Analyzed: 10/19/07
Sampling Media: ~ Summa Canister Volume(s) Analyzed: 1.00 Liter(s)
Test Notes:
CAS # Compound Result MRL Result MRL Data
pg/m? pg/md ppbV ppbV Qualifier
75-01-4 Vinyl Chloride ND 0.025 ND 0.0098
106-93-4 1,2-Dibromoethane ND 0.025 ND 0.0033 "

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.
+

£

£

Verified By:

03202VOA.SCI - MBlank

19

Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.
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Client: TRC
Client Project ID:  WDI

COLUMBIA ANALYTICAL SERVICES, INC.

SURROGATE SPIKE RECOVERY RESULTS

Test Code: EPA TO-15 SIM Modified
[nstrument ID:

Analyst: ~ Liliana Marghitoiu
Sampling Media: Summa Canister(s)

Test Notes:

Page | of 1

Tekmar AUTOCAN/Agilent 5973N/HP6890A/MS7

CAS Project ID: P2703202

Date(s) Collected: 10/12 - 10/13/07
Date(s) Received: 10/17/07
Date(s) Analyzed: 10/19/07

1,2-Dichloroethane-d4 Toluene-d8 Bromofluorobenzene
Client Sample ID CAS Sample ID % © Acceptance Y% Acceptance % Acceptance  Data
Recovered Limits Recovered Limits Recovered Limits Qualifier
Method Blank P071019-MB 93 80-120 95 80-120 102 80-120
Lab Control Sample P071019-LCS 93 80-120 95 80-120 106 80-120
Duplicate Lab Control Sample P071019-DLCS 93 80-120 95 80-120 105 80-120
WDI-IBM-21-10-12-07 P2703202-001 91 80-120 96 80-120 100 80-120
WDI-IBM-21-10-12-07 P2703202-001DUP 91 80-120 97 80-120 100 80-120
WDI-IBM-21-10-12-07-SC P2703202-002 91 80-120 96 80-120 160 80-120
WDI-IBM-03-10-13-07 P2703202-003 92 80-120 98 80-120 100 80-120
WDI-IBM-03-10-13-07-SC P2703202-004 91 80-120 97 80-120 100 80-120
WDI-IBM-32-10-13-07 P2703202-005 91 80-120 96 80-120 103 80-120
Verified By: ¢, Date: (ol ilo 57
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COLUMBIA ANALYTICAL SERVICES, INC.

LABORATORY CONTROL SAMPLE / DUPLICATE LABORATORY CONTROL SAMPLE SUMMARY

Page 1 of |
Client: TRC
Client Sample ID: Duplicate Lab Control Sample CAS Project ID: P2703202
Client Project ID: WDI ' CAS Sample ID: P071019-DLCS
Test Code: EPA TO-15 SIM Modified Date Collected: NA
Instrument ID: Tekmar AUTOCAN/Agilent 5973N/HP6890A/MS7 Date Received: NA
Analyst: Liliana Marghitoiu Date Analyzed: 10/19/07
Sampling Media;:  Summa Canister Volume(s) Analyzed: NA Liter(s)
Test Notes:
Spike Amount Result Project
CAS# Compound LCS/DLCS LCS DLCS % Recovery Acceptance RPD RPD  Data
pg pg pg LCS DLCS  Limits Limit Qualifier
75-01-4 Vinyl Chloride 495 440 446 89 90 65-135 1 35
106-93-4 1 ,2-Dibromoethane 525 485 489 92 93 65-135 1 35
£
Verified By: Ko Date: M){ F) ‘\‘ 07 58
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COLUMBIA ANALYTICAL SERVICES, INC.

LABORATORY DUPLICATE SUMMARY RESULTS

Page 1 of 1
Client: TRC
Client Sample ID: WDI-IBM-21-10-12-07 CAS Project ID: P2703202
Client Project ID: WDI CAS Sample ID: P2703202-001DUP
Test Code: EPA TO-15 SIM Modified Date Collected: 10/12/07
Instrument ID: Tekmar AUTOCAN/Agilent 5973N/HP6890A/MS7 Date Received: 10/17/07
Analyst: Liliana Marghitoiu Date Analyzed: 10/19/07
Sampling Media:  Summa Canister Volume(s) Analyzed: 1.00 Liter(s)
Test Notes:
Container 1D: AC01102
Initial Pressure (psig): -3.5 Final Pressure (psig): 35
Canister Dilution Factor: 1.63
Duplicate
CAS # Compound Sample Result  Sample Result Average % RPD RPD Data
pg/m? pg/m? Limit  Qualifier
75-01-4 Vinyl Chloride ND ND - - 20
106-93-4 1,2-Dibromoethane ND ND - - 20

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.

Verified By: We, Date: 10|3)/0) 59
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BFB

Data File : J:\MS07\DATA\2007_09\25\09250711.D Vial: 1
Acg On : 25 Sep 2007 17:51 Operator: LM/CB
Sample : 25ng BFB Inst : MSD7
Misc : Multiplr: 1.00
MS Integration Params: rteint.p

Method : J:\MS07\METHODS\X7092507.M (RTE Integrator)

Title : TO-15/SIM

Abundance TIC: 09250711.D

1500000

1000000

500000

‘ i
fl (i ,l
0 ‘ | L
!!\’l?\ll!\\llll1\|\ll\‘\Ill[l\\l]\vll‘l\\!‘?l\\Ill\1lll}|\II\\\’!!‘I!\II\\\!i\TV\\\tll‘ll\l]\l\\\l
Time--> 480 500 520 540 560 580 600 620 640 660 680 7.00 720 740 760 7.80 8.00 820 840 8.60
Abundance - Average of 6.664 to 6.675 min.: 08250711.D (-

95

250000
174

200000
150000
75

100000

50000 50

0 . L0567y L8 Tl 104 17 128 137 143148155 161 1
T Tt T Tt T T T T Ty T T T T HL T

m/z--> 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180

AutoFind: Scans 380, 381, 382; Background Corrected with Scan 373

Target Rel. to Lower Upper Rel. Raw Result

Mass Mass Limit$% Limit% Abn% Abn Pass/Fail
50 S5 8 40 16.1 44634 PASS
75 95 30 66 45 .2 125698 PASS
95 95 100 100 100.0 277866 PASS
96 95 5 S 6.5 18020 PASS
173 174 | 0.00 2 0.0 0 PASS
174 S5 50 120 78.0 216810 PASS
175 174 4 ] 7.6 16391 PASS
176 174 93 101 97.5 211349 PASS
177 176 5 9 6.6 13877 PASS

09250711.D X7092507.M Wed Sep 26 13:05:26 2007 MSD7



BFB

Data File : J:\MSO07\DATA\2007 10\19\10190701.D Vial: 2

Acg On : 19 Oct 2007 7:12 Operator: LM/CB
Sample : 25ng BFB Inst : MSD7
Misc : ' . Multiplr: 1.00
M3 Integratlon Params: rteint.p

Method : J:\MS07\METHODS\X7092507.M (RTE Integrator)

Title . TO-15/SIM

Abundance TIC: 10180701.D
1400000
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800000

600000

400000

200000

|
1

O».\‘xx\(l LA IO L B B |l|(l}i‘14‘llvI].}Arl!!\l\\(1!l L L L O T L B

Time--> 480 5.00 520 540 560 580 6.00 620 640 660 680 7.00 720 740 760 7.80 800 820 840 860
Abundance Average of 6.664 to 6.675 min.: 10190701.D (-)
95

200000
174

150000
100000 75

50000
50

3 s !l 56 81 | 104 117 128 135 141 148 155 161 Il

, o,‘.,Hq,.m,“m‘WKWLJ‘Hqu,M‘H L
m/z--> 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180

1

AutoFind: Scans 380, 381, 382; Background Corrected with Scan 373

Target Rel. to Lower Upper Rel. Raw Resgult
Mass Mass Limit$% Limit% Abn% Abn Pass/Fail
50 95 8 40 15.3 32453 PASS
75 85 30 66 44 .6 84629 PASS
95 95 100 100 100.0 212245 PASS
96 95 5. 9 6.7 14293 PASS
173 174 0.00 2 0.0 0 PASS
174 95 50 120 86.7 184106 PASS
175 174 4 9 7.7 14226 PASS
176 174 83 101 96.8 178154 PASS
177 176 5 S 6.6 11820 PASS
# PPIERIL

10190701.D X7092507.M Fri Oct 19 10:37:03 2007 MSD7 .
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Quantitation Report (QT Reviewed)

Data File : J:\MSO7\DATA\2007_10\19\10190704.D Vial: 1
Acg On : 19 Oct 2007 9:38 Operator: LM/CB
Sample : TO-15/8IM Method Blank (1000ml) Inst : MSD7
Misc : 820-10100701 Multiplr: 1.00
MS Integration Params: rteint.p
Quant Time: Oct 19 9:59 2007 Quant Results File: X7092507.RES
Method : J:\MS07\METHODS\X7092507.M (RTE Integrator)
Title : TO-15/SIM
Last Update : Wed Sep 26 10:54:26 2007
Response via : Initial Calibration
Abundance TIC: 10190704.D
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10

Data

Acg On : 19 Oct 2007 8:03

Sampl

Misc $20-10100701/820-09250714

Evaluate Continuing Calibration Report

File : J:\MS07\DATA\2007 10\19\10190703.D Vial: 1

Operator: LM/CB

e : 500pg TO-15/SIM CCV Standard Inst : MSD7

MS Integration Params: rteint.p

Multiplr: 1.00

Method : J:\MS07\METHODS\X7092507.M (RTE Integrator)
Title : TO-15/SIM
Lagt Update : Wed Sep 26 10:54:26 2007

- Response via : Multiple Level Calibration
Min. RRF : 0.000 Min. Rel. Area : 50% Max. R.T. Dev 0.33min
Max. RRF Dev : 30% Max. Rel. Area : 200%

Compound AVgRF  CCRF - %Dev Area% Dev (min)

I Bromochloromethane (IS1) 1.000 1.000 0.0 73 0.00
T Dichlorodifluoromethane 3.133 2.812 10.2 67 0.00
T Chloromethane 0.878 0.731 16.7 63 0.00
T Vinyl Chloride- 2.528 2.214 12.4 64 0.00
T Chloroethane 1.304 1.092 16.3 62 0.00
T  Acetone 4.428  2.029 (G4.2%> 89 0.00
T 1,1-Dichloroethene 1.419 1.321 6.9 68 0.00
T Methylene Chloride 1.623 1.441 11.2 66 0.00
T Trichlorotrifluoroethane 1.147 1.128 1.7 72 0.00
T trans-1,2-Dichloroethene 1.549 1.451 6.3 68 0.00
T 1,1-Dichloroethane 2.761 2.400 13.1 63 0.00
T Methyl tert-Butyl Ether 3.777 3.520 6.8 67 0.00
T cis-1,2-Dichloroethene 1.595 1.469 7.9 67 0.00
T Chloroform ‘ 2.375 2.164 8.9 70 0.00
S 1,2-Dichlorocethane-d4 (SS1) 1.849 1.701 8.0 67 0.00
T 1,2-Dichloroethane 2.008 1.796 10.6 65 0.00
T 1,1,1-Trichloroethane 2.185 2.066 5.4 69 0.00
T Benzene v 7.476 7.163 4.2 75 0.00
T Carbon Tetrachloride 1.630 1.554 4.7 69 0.00
I 1,4-Difluorobenzene (IS2) 1.000 1-.000 0.0 71 0.00
T 1,2-Dichloropropane 0.308 0.281 8.8 64 0.00
T Trichloroethene 0.291  0.278 4.5 70 0.00
T 1,4-Dioxane 0.241 0.210 12.9 66 0.00
T cis-1,3-Dichloropropene 0.453 0.428 5.5 67 0.00
T 1,1,2-Trichloroethane 0.244 0.223 8.6 66 0.00
S Toluene-d8 (SS2) 1.081 1.019 5.7 67 0.00
T Toluene o 1.294 1.182 8.7 68 0.00
T 1,2-Dibromoethane 0.303 0.289 4.6 68 0.00
T Tetrachloroethene 0.267 0.273 -2.2 73 0.00
I Chlorobenzene-d5 (IS3) 1.000 1.000 0.0 61 0.00
T Chlorocbenzene 1.656 1.849 -11.7 69 0.00
T Ethylbenzene 2.867 3.150 -9.9 68 0.00
T m-&-p-Xylene 1.901 2.123 -11.7 68 0.00
T o-Xylene 1.991 2.239 -12.5 68 0.00
T 1,1,2,2-Tetrachloroethane 0.867 0.961 -10.8 66 0.00
S Bromofluorobenzene (SS3) 0.660 0.679 -2.9 61 0.00
T 1,3-Dichlorobenzene 1.308 1.537 -17.5 70 0.00
T 1,4-Dichlorobenzene 1.278 1.502 -17.5 70 0.00
T 1,2-Dichlorobenzene 1.217 1.432 -17.7 70 0.00

(#) = Out of Range el NE

10190703.D X7092507.M Fri Oct 19 10:38:05 2007 MSD7 Page 1



Evaluate Continuing Calibration Report

Data File : J:\MSO7\DATA\2007_10\19\10190703.D Vial: 1
Acg On : 19 Oct 2007 8:03 Operator: LM/CB
Sample : 500pg TO-15/SIM CCV Standard Inst MSD7
Misc : S20-10100701/820-09250714 Multiplr: 1.00
MS Integration Params: rteint.p
Method : J:\MS07\METHODS\X7092507.M (RTE Integrator)
Title : TO-15/SIM
Last Update : Wed Sep 26 10:54:26 2007
Response via : Multiple Level Calibration
Min. RRF : 0.000 Min. Rel. Area : 50% Max. R.T. Dev 0.33min
Max. RRF Dev : 30% Max. Rel. Area : 200%
Compound AVgRF CCRF %¥Dev Area% Dev(min)
40 T 1,2,4-Trichlorobenzene 0.771 0.911 -18.2 72 0.00
41 T Naphthalene 2.695 2.627 2.5 62 0.00
42 T Hexachlorobutadiene 0.415 0.477 -14.9 71 0.00
rtel e
5 101 9jo+
(#) = Out of Range SPCCig out = 0 CCC's out = 0
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Data File : J:\MSO7\DATA\2007~lO\19\lOl90707.D Vial: 1
Acg On : 19 Oct 2007 11:45 Operator: LM/CB
Sample : 25pg CRQL (Check MRL Std) Inst : MSD7
Misc : $20-10100701/820-09250715 Multiplr: 1.00
MS Integratlon Params: rteint.p
Method : J: \MSO7\METHODS\X7092507 M (RTE Integrator)
Title '+ TO-15/SIM
Last Update : Wed Sep 26 10:54:26 2007
Response via : Multiple Level Calibration
Min. RRF : 0.000 Min. Rel. Area : 50% Max. R.T. Dev 0.33min
Max. RRF Dev : 30% Max. Rel. Area : 200%
Compound AVvgRF CCRF xDev Area$% Dev (min)
11T Bromochloromethane (IS1) 1.000 1.000 0.0 73 0.00
2 T Dichlorodifluoromethane 3.133 3.440 -9.8 79 0.01
3T Chloromethane 0.878 1.296 -47.6%# , 94 0.01
4 T vVinyl Chloride 2.528  2.322 8.1y 67 0.02
5 T Chloroethane 1.304 1.229 5.8 70 0.00
6 T Acetone 4.428 45.324 ~-1013.9# 517# 0.00
7 T 1,1-Dichloroethene 1.419 1.372 3.3 72 0.01
8 T Methylene Chloride 1.623 4,217 -159.8# oO# 0.01
9 T Trichlorotrifluoroethane 1.147 1.271 -10.8 81 0.01
10 T trans-1,2-Dichloroethene 1.549 1.458 5.9 72 0.01
11 7 1,1-Dichloroethane 2.761 2.359 14.6 68 0.00
12 T Methyl tert-Butyl Ether 3.777 3.890 -3.0 73 0.02
13 T cisg~1,2-Dichloroethene 1.595 1.515 5.0 72 0.00
14 T Chloroform 2.375 3.865 -62.7H# 92 0.00
15 S 1,2-Dichlorcethane-d4 (SS1) 1.849 1.742 5.8 68 0.00
16 T 1,2-Dichloroethane 2.008 1.863 7.2 69 0.00
17 T 1,1,1-Trichloroethane 2.185 2.162 1.1 76 0.00
18 T Benzene 7.476 89.727 -1100.2%# O# 0.00
19 T Carbon Tetrachloride 1.630 1.465 10.1 77 0.00
20 1 1,4-Difluorobenzene (IS2) 1.000 1.000 0.0 71 0.00
21 T 1,2-Dichloropropane 0.308 0.293 4.9 69 0.00
22 T Trichloroethene 0.291 0.370 -27.1 89 0.00
23 T 1,4-Dioxane 0.241 0.269 -11.6 72 0.03
24 T cig-1,3-Dichloropropene 0.453 0.443 2.2 71 0.00
25 T 1,1,2-Trichloroethane 0.244 0.251 -2.9 73 0.00
26 S Toluene-d8 (S8S2) 1.081 1.023 5.4 67 0.00
27 T Toluene 1.294 1.627 -25.7 85 0.00
28 T 1,2-Dibromoethane 0.303 0.317 -4.67 74 0.00
29 T Tetrachloroethene 0.267 0.295 ~-10.5 78 0.00
30 I Chlorobenzene-d5 (IS3) 1.000 1.000 0.0 61 0.00
31 T Chlorobenzene 1.656 2.666 -61.0# 98 0.00
32 T Ethylbenzene 2.867 3.550 -23.8 78 0.00
33 T m-&-p-Xylene 1.201 2.311 -21.6 80 -0.01
34 T o-Xylene 1.991 2.333 -17.2 77 0.00
35 T 1,1,2,2-Tetrachloroethane 0.867 1.060 -22.3 75 0.00
36 S Bromofluorobenzene (S83) 0.660 0.674 -2.1 65 0.00
37 T 1,3-Dichlorobenzene 1.308 1.788 -36.7# 83 0.00
38 T 1,4-Dichlorobenzene 1.27 1.682 -31.6% 79 0.00
39 T 1,2-Dichlorobenzene 1.217 1.626 -33.6# 79 0.00
(#) = Out of Range

Evaluate Continuing Calibration Report
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Evaluate Continuing Calibration Report

Data File : J:\MS07\DATA\2007 10\19\10190707.D Vial:

1
Acg On : 19 Oct 2007 11:45 Operator: LM/CB
Sample : 25pg CRQL (Check MRL Std) Inst MSD7
Misc : S20-10100701/820-09250715 Multiplr: 1.00
MS Integration Paramsg: rteint.p
Method : J:\MSO07\METHODS\X7092507.M (RTE Integrator)
Title : TO-15/S1IM
Last Update : Wed Sep 26 10:54:26 2007
Response via : Multiple Level Calibration
Min. RRF : 0.000 Min. Rel. Area : 50% Max. R.T. Dev 0.33min
Max. RRF Dev : 30% Max. Rel. Area : 200%
Compound AVgRF CCRF %Dev Area% Dev (min)
40 T 1,2,4-Trichlorobenzene 0.771 1.187 - -54.0# 77 0.00
41 T Naphthalene 2.695 2.409 10.6 434 0.00
42 T Hexachlorobutadiene 0.415 0.672 -61.9# 78 0.00
el e
LB Lofidfed
(#) = Out of Range SPCC's out = 0 CCC's out = 0
1019070